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172414_26.jpg: EasyScan USB, test set-up shielded chamber
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172414_6.jpg: EasyScan USB, test set-up fully anechoic chamber
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172414_7.jpg: EasyScan USB, test set-up fully anechoic chamber
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172414_8.jpg: EasyScan USB, test set-up fully anechoic chamber
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172414_9.jpg: EasyScan USB, test set-up fully anechoic chamber
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172414_16.jpg: EasyScan USB, test set-up open area test site



Annex A Test setup photographs

Examiner: Thomas KÜHN Report Number: F172414E4
Date of issue: 07/05/2018 Order Number:  17-112414 page 7 of 7

172414_12.jpg: EasyScan USB, test set-up open area test site


