£

-
PHOENIX

TESTLAB

Annex B External photos

161791eutl.jpg: EUT (Excellence Titrator T9), 3D-view 1

Test engineer: Thomas KUHN Report Number: F161791E1
Date of issue:  10/05/2017 Order Number:  16-111791 page 1 of 16
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Annex B External photos

161791eut2.jpg: EUT (Excellence Tritrator T9), rear view

Test engineer: Thomas KUHN Report Number: F161791E1
Date of issue: 10/05/2017 Order Number:  16-111791 page 2 of 16
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161791eut3.jpg: EUT (Excellence Titrator T9), top view

Report Number: F161791E1
page 3 of 16

Test engineer: Thomas KUHN
Date of issue: 10/05/2017 Order Number:  16-111791
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161791eut4.jpg: EUT (Excellence Titrator T9), side view

Test engineer: Thomas KUHN Report Number: F161791E1
Date of issue: 10/05/2017 Order Number:  16-111791 page 4 of 16
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161791eut5.jpg: EUT (Excellence Titrator T9), bottom view

Test engineer: Thomas KUHN Report Number: F161791E1
Date of issue:  10/05/2017 Order Number:  16-111791 page 5 of 16
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161791eut6.jpg: EUT (Excellence Titrator T9), type plate view

Test engineer: Thomas KUHN Report Number: F161791E1
Date of issue: 10/05/2017 Order Number:  16-111791 page 6 of 16
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161791eut7.jpg: EUT (Excellence Titrator T9), top view, burette removed

Test engineer: Thomas KUHN

Report Number: F161791E1
Date of issue: 10/05/2017

Order Number:  16-111791
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161791eut8.jpg: Burette (with TAG), 3D-view 1

Test engineer: Thomas KUHN Report Number: F161791E1
Date of issue:  10/05/2017 Order Number:  16-111791 page 8 of 16
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161791eut9.jpg: Burette (with TAG), 3D-view 2

Test engineer: Thomas KUHN Report Number: F161791E1
Date of issue:  10/05/2017 Order Number:  16-111791 page 9 of 16
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16-111791

Report Number: F161791E1

Order Number:

161791eutl0.jpg: Type plate of dedicated AC/DC adaptor

Test engineer: Thomas KUHN
Date of issue: 10/05/2017
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161791eutll.jpg: Terminal, 3D-view 1

Test engineer: Thomas KUHN Report Number: F161791E1
Date of issue: 10/05/2017 Order Number:  16-111791 page 11 of 16
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161791eutl2.jpg: Terminal, 3D-view 2

Test engineer: Thomas KUHN Report Number: F161791E1
Date of issue:  10/05/2017 Order Number:  16-111791 page 12 of 16
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161791eutl3.jpg: Support device (dosing unit), 3D-view 1

Test engineer: Thomas KUHN Report Number: F161791E1
Date of issue: 10/05/2017 Order Number:  16-111791 page 13 of 16
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161791eutl4.jpg: Support device (dosing unit), 3D-view 2

Test engineer: Thomas KUHN Report Number: F161791E1
Date of issue: 10/05/2017 Order Number:  16-111791 page 14 of 16
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161791eut20.jpg: Burette (with TAG), 3D-view 1

Test engineer: Thomas KUHN Report Number: F161791E1
Date of issue:  10/05/2017 Order Number:  16-111791 page 15 of 16
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161791eut21.jpg: Burette (with TAG), 3D-view 2

Test engineer: Thomas KUHN Report Number: F161791E1
Date of issue: 10/05/2017 Order Number:  16-111791 page 16 of 16



