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161791eutl5.jpg: EUT (Excellence Titrator T9), internal view 1
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161791eutl6.jpg: EUT (Excellence Titrator T9), internal view 2
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161791eutl9.jpg: EUT (Excellence Titrator T9), internal view 3
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161791eutl?.jpg: EUT (Excellence Titrator T9), 125 kHz RFID antenna installation
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161791pcbELl.jpg: EUT (Excellence Titrator T9), PCB 5, top view 1
Test engineer: Thomas KUHN Report Number: F161791E1
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161791pcbE2.jpg: EUT (Excellence Titrator T9), PCB 5, top view 2, PCB 6 removed
Test engineer: Thomas KUHN Report Number: F161791E1
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161791pcbE3.jpg: EUT (Excellence Titrator T9), PCB 5, bottom view

Report Number: F161791E1
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161791pcbE4.jpg: EUT (Excellence Titrator T9), PCB 5, front view
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161791pcbALl.jpg: EUT (Excellence Titrator T9), PCB 1, top view 1

The circle shows a 13.56 MHz RFID module which is not part of this test report

Test engineer: Thomas KUHN
Date of issue: 10/05/2017
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161791pcbG3.jpg: EUT (Excellence Titrator T9), PCB 7, 13.56 MHz RFID reader, top view

Test engineer: Thomas KUHN Report Number: F161791E1
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161791pcbG2.jpg: EUT (Excellence Titrator T9), PCB 7, 13.56 MHz RFID reader, bottom view

Test engineer: Thomas KUHN Report Number: F161791E1
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161791pcbA2.jpg: EUT (Excellence Titrator T9), PCB 1, top view 2

Test engineer: Thomas KUHN Report Number: F161791E1
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161791pcbA3.jpg: EUT (Excellence Titrator T9), PCB 1, bottom view

Test engineer: Thomas KUHN Report Number: F161791E1
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161791pchBLl.jpg: EUT (Excellence Titrator T9), PCB 2, top view 1

Test engineer: Thomas KUHN Report Number: F161791E1
Date of issue: 10/05/2017 Order Number:  16-111791
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161791pchB2.jpg: EUT (Excellence Titrator T9), PCB 2, top view 2

Test engineer: Thomas KUHN Report Number: F161791E1
Date of issue: 10/05/2017 Order Number:  16-111791 page 16 of 25




A

-

PHOENIX

TESTLAB

Internal photos

o

'ala)

l\H\\\\\\'\\H\\\\\\\\\\\

|

(R HRREEER HHH(‘.%\\HHHH\\,\\\

161791pcbB3.jpg: EUT (Excellence Titrator T9), PCB 2, bottom view

Test engineer: Thomas KUHN Report Number: F161791E1
Date of issue: 10/05/2017 Order Number:  16-111791
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161791pchC1.jpg: EUT (Excellence Titrator T9), PCB 3, top view

Test engineer: Thomas KUHN Report Number: F161791E1
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161791pcbC2.jpg: EUT (Excellence Titrator T9), PCB 3, bottom view

Test engineer: Thomas KUHN Report Number: F161791E1
Date of issue: 10/05/2017 Order Number:  16-111791
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161791pcbC3.jpg: EUT (Excellence Titrator T9), PCB 3, front view

Test engineer: Thomas KUHN Report Number: F161791E1
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161791pcbD1.jpg: EUT (Excellence Titrator T9), PCB 4, top view

Test engineer: Thomas KUHN Report Number: F161791E1
Date of issue: 10/05/2017 Order Number:  16-111791
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161791pcbD2.jpg: EUT (Excellence Titrator T9), PCB 4, bottom view

Test engineer: Thomas KUHN

Report Number: F161791E1
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161791pchbD3.jpg: EUT (Excellence Titrator T9), PCB 4, front view

Test engineer: Thomas KUHN Report Number: F161791E1
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161791pcbF1.jpg: EUT (Excellence Titrator T9), PCB 6, top view

Test engineer: Thomas KUHN Report Number: F161791E1
Date of issue: 10/05/2017 Order Number:  16-111791 page 24 of 25
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161791pcbF2.jpg: EUT (Excellence Titrator T9), PCB 6, bottom view

Test engineer: Thomas KUHN Report Number: F161791E1
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