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SID1900 Dipole Calibration Certificate 
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SID2450 Dipole Calibration Certificate 
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<Justification of the extended calibration> 

Referring to KDB 865664 D01v01r04, if dipoles are verified in return loss(<-20dB, within 20% of 

prior calibration),and in impedance (within 5 ohm of prior calibration), the annual calibration is not 

necessary and the calibration interval can be extended. 

 

Head 835MHz 

Date of   

Measurement 
Return Loss (dB) Delta (%) Impedance Delta(ohm)

2014.08.28 -23.17 - 57.40 - 

2015.08.26 -22.96 4.95 57.88 0.48 

The return loss is <-20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior 

calibration. Therefore the verification result should support extended calibration. 

<Dipole Verification Data> 

Head 835MHz 
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Body 835MHz 

Date of   

Measurement 
Return Loss (dB) Delta (%) Impedance Delta(ohm)

2014.08.28 -24.50 - 55.00 - 

2015.08.26 -24.60 -2.28 55.06 0.06 

 

The return loss is <-20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior 

calibration. Therefore the verification result should support extended calibration. 

<Dipole Verification Data> 

Body 835MHz 
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Head 1900MHz 

Date of   

Measurement 
Return Loss (dB) Delta (%) Impedance Delta(ohm)

2014.08.28 -23.44 - 55.40 - 

2015.08.26 -23.79 -7.74 55.33 -0.07 

The return loss is <-20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior 

calibration. Therefore the verification result should support extended calibration. 

 

<Dipole Verification Data> 

Head 1900MHz 
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Body 1900MHz 

Date of   

Measurement 
Return Loss (dB) Delta (%) Impedance Delta(ohm)

2014.08.28 -27.36 - 51.70 - 

2015.08.26 -26.94 10.15 51.18 -0.52 

The return loss is <-20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior 

calibration. Therefore the verification result should support extended calibration. 

 

<Dipole Verification Data> 

Body 1900MHz 
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Head 2450MHz 

Date of   

Measurement 
Return Loss (dB) Delta (%) Impedance Delta(ohm)

2014.08.28 -27.50 - 51.70 - 

2015.08.26 -27.09 9.90 50.99 -0.71 

The return loss is <-20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior 
calibration. Therefore the verification result should support extended calibration. 

 

<Dipole Verification Data> 

Head 2450MHz 
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Body 2450MHz 

Date of   

Measurement 
Return Loss (dB) Delta (%) Impedance Delta(ohm)

2014.08.28 -27.56 - 54.30 - 

2015.08.26 -27.30 6.17 55.11 0.81 

The return loss is <-20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior 
calibration. Therefore the verification result should support extended calibration. 

 

<Dipole Verification Data> 

Body 2450MHz 

 

 

 

 

 

 

 

 

 

 

 

 


