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ANNEX D  SYSTEM VALIDATION RESULTS 

2450MHz 

Measurement grid: dx=10mm, 

dy=10mm

Measurement grid: dx=5mm, 

SAR(1 g) = 12.8 mW/g; SAR(10 g) = 5.78 mW/g

0 dB = 14.1mW/g

Fig.19 validation 2450MHz 250Mw 
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835MHz 

System Validation /Area Scan (101x101x1):

System Validation /Zoom Scan (7x7x7)/Cube 0:

SAR(1 g) = 2.50 mW/g; SAR(10 g) = 1.56 mW/g

 

Fig.20 validation 2450MHz 250Mw 
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1900MHz  

System Validation/Area Scan (101x101x1):

System Validation/Zoom Scan (7x7x7)/Cube 0:

SAR(1 g) = 10.4 mW/g; SAR(10 g) = 5.19 mW/g

 

Fig.21 validation 1900MHz 250Mw 
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ANNEX E  PROBE CALIBRATION CERTIFICATE 
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ANNEX F  DIPOLE CALIBRATION CERTIFICATE 

2450 MHz Dipole Calibration Certificate
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