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Appendix for the Report 

Dosimetric Assessment of the Portable 
Device Selex Elsag S.p.A. PUMA T3 plus  

(FCC ID: X5Y774-0788NB) 
 

According to the FCC and IC Requirements 
 

Calibration Data 
 

August 01, 2012 

 

IMST GmbH 

Carl-Friedrich-Gauß-Str. 2 

D-47475 Kamp-Lintfort 

 
 

  Customer 

Selex Elsag S.p.A. 

Via Giacomo Puccini 2 

16154 Genova 

Italy 























 



 

The Testcenter facility ‘Dosimetric Test Lab’ within IMST GmbH is accredited by the German National ‘Deutsche  

Akkreditierungsstelle GmbH (DAkkS)’ for testing according to the scope as listed in the accreditation certificate: D-PL-12139-01-01. 
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Calibration Certificate 

Certificate No: Cal_D835V2_SN437_0412  

Object:  D835V2 SN: 437   

Date of Calibration: April 19, 2012   

Next Calibration: April 2014   

Object Condition: In Tolerance   

Calibration Equipment used: 

Test Equipment 
Serial  

Number 
Last 

calibration 
Calibrated by 

Next 
calibration

Powermeter E4416A GB41050414 Nov 10 
Rohde&Schwarz 

(200954-D-K-15012-
01-00-2010-11) 

Nov 12 

Power Sensor E9301H US40010212 Nov 10 
Rohde&Schwarz 

(200944-D-K-15012-
01-00-2010-11) 

Nov 12 

Powermeter E4417A GB41050441 Nov 10 
Rohde&Schwarz 

(200952-D-K-15012-
01-00-2010-11) 

Nov 12 

Power Sensor E9301A MY41495584 Nov 10 
Rohde&Schwarz 

(200953-D-K-15012-
01-00-2010-11) 

Nov 12 

Network Analyzer E5071C MY46103220 Aug 11 Agilent 
 (1-3503689015-1) Aug 13 

Reference Probe EX3DV4 SN 1579 Jan 12 SPEAG  
No ET3-1579_Jan12 Jan 13 

DAE4 SN 335 Feb 12 SPEAG  
No DAE3-335_Feb12 Feb 13 
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Calibration is performed according the following standards: 
 

IEEE 1528-2003 

"IEEE Recommended Practice for Determining the Peak Spatial - Averaged Specific Absorption 
Rate (SAR) in the Human Head from Wireless Communication Devices: Measurement Technique",
December 2003 

IEC 62209-1  

"Procedure to measure the Specific Absorption Rate (SAR) for hand - held devices used in close 
proximity to the ear (frequency range of 300 MHz to 3GHz)", February 2005 

IEC 62209-2 

"Evaluation of Human Exposure to Radio Frequency Fields from Handheld and Body-Mounted 
Wireless Communication Devices in the Frequency Range of 30 MHz to 6 GHz: Human models, 
Instrumentation, and Procedures ", Part 2: “Procedure to determine the Specific Absorption Rate 
(SAR) for including accessories and multiple transmitters” Edition 1.0, 2010-01 
 

Federal Communications Commission Office of Engineering & Technologies (FCCOET) 

"Evaluating Compliance with FCC Guidelines for Human Exposure to Radiofrequency 
Electromagnetic Fields; Additional Information for Evaluating Compliance of Mobile and Portable 
Devices with FCC Limits for Human Exposure to Radiofrequency Emissions", Supplement C 
(Edition 01-01) to Bulletin 65 

Additional Documentation: DASY 4/5 System Handbook 
 

prepared by:   reviewed by: 
Alexander Rahn André van den Bosch 
test engineer quality assurance engineer
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Measurement Conditions 
DASY Version: Dasy 4;  V4.7 

Phantom: SAM Phantom 1059/1341 

Distance Dipole Center – TSL: 15mm With spacer 

Area Scan resolution dx, dy = 15 mm   

Zoom Scan resolution dx, dy, dz = 5mm   

Frequency: 835 MHz ± 1MHz  

 

Head TSL Parameters at 835 MHz 
 Temperature Permittivity Conductivity 

Nominal Head TSL Parameters 22.0 41.50 0.90 

Measured Head TSL Parameters 21.1 40.90 ± 6% 0.91 S/m ± 6% 

 

SAR Result with Head TSL at 835 MHz 
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SAR measured 250 mW input power 2.58 mW/g 

SAR normalized normalized to 1W 10.32 mW/g 

SAR for nominal Head TSL parameters normalized to 1W 10.21 mW/g ± 16.5 % 
(k=2) 
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SAR measured 250 mW input power 1.69 mW/g 

SAR normalized normalized to 1W 6.78 mW/g 

SAR for nominal Head TSL parameters normalized to 1W 6.73 mW/g ± 16.5 % 
(k=2) 
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Impedance Measurement Plot for Head TSL 

 
 

Impedance Measurement Plot for Body TSL 

 
 

 


