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7 Photographs of the Test Set-Up 

  
Photograph 1: Specific Absorption Rate Test 
Layout 

Photograph 2: Liquid Depth in the flat 
phantom (2450MHz, 15.5cm) 

  
Photograph 3: Front Face  Photograph 4: Bottom Face 

  
Photograph 5: Edge 3 Photograph 6: Edge 4 

 

  


