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SAR Data Summary –LTE Band 26 – EM7565 
MEASUREMENT RESULTS 

Gap Plot Position/ 
Antenna 

Frequency BW/ Modulation RB 
Size 

RB 
Offset 

MPR 
Target 

End Power Measured 
SAR (W/kg) 

Reported 
SAR (W/kg) 

MHz Ch. (dBm) 

10 
mm 

----- Top/T1 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.397 0.42 
----- Top/T1 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.317 0.36 
----- Top/T2 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.110 0.12 
----- Top/T2 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.113 0.13 
----- Top/T3 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.125 0.13 
----- Top/T3 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.101 0.12 
----- Top/T4 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.245 0.26 
----- Top/T4 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.202 0.23 
----- Bottom/B1 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.136 0.14 
----- Bottom/B1 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.107 0.12 
----- Bottom/B2 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.109 0.11 
----- Bottom/B2 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.0878 0.10 
----- Bottom/B3 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.0738 0.08 
----- Bottom/B3 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.0587 0.07 
----- Bottom/B4 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.125 0.13 
----- Bottom/B4 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.100 0.11 
----- Left/T1 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.209 0.22 
----- Left/T1 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.167 0.19 
----- Right/T2 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.328 0.34 
----- Right/T2 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.263 0.30 
----- Left/T3 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.231 0.24 
----- Left/T3 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.186 0.21 
----- Right/T4 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.253 0.26 
----- Right/T4 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.202 0.23 
----- Left/B1 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.207 0.22 
----- Left/B1 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.160 0.18 
----- Right/B2 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.408 0.43 
----- Right/B2 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.332 0.38 
----- Left/B3 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.337 0.35 
----- Left/B3 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.273 0.31 
----- Right/B4 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.193 0.20 
----- Right/B4 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.156 0.18 
----- Back/T1 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.386 0.40 
----- Back/T1 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.313 0.36 
----- Back/T2 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.253 0.26 
----- Back/T2 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.201 0.23 
----- Front/T3 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.154 0.16 
----- Front/T3 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.125 0.14 
5 Front/T4 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.459 0.48 

----- Front/T4 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.369 0.42 
----- Back/B1 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.353 0.37 
----- Back/B1 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.283 0.32 
----- Back/B2 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.194 0.20 
----- Back/B2 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.156 0.18 
----- Front/B3 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.164 0.17 
----- Front/B3 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.147 0.17 
----- Front/B4 831.5 26865 15 MHz/QPSK 1 37 0 23.8 0.347 0.36 
----- Front/B4 831.5 26865 15 MHz/QPSK 37 18 1 22.4 0.280 0.32 

 Body 
1.6 W/kg (mW/g) 

averaged over 1 gram 
1. SAR Measurement 

Phantom Configuration Left Head  Eli4   Right Head 
SAR Configuration  Head   Body 

2. Test Signal Call Mode Test Code  Base Station Simulator 
3. Test Configuration  With Belt Clip  Without Belt Clip N/A  
4. Tissue Depth is at least 15.0 cm 

  
Jay M. Moulton 
Vice President 
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SAR Data Summary –LTE Band 26 – EM7511 
MEASUREMENT RESULTS 

Gap Plot Position/ 
Antenna 

Frequency BW/ Modulation RB 
Size 

RB 
Offset 

MPR 
Target 

End Power Measured 
SAR (W/kg) 

Reported 
SAR (W/kg) 

MHz Ch. (dBm) 

10 
mm 

----- Bottom/B1 831.5 26865 15 MHz/QPSK 1 37 0 23.4 0.0811 0.09 
----- Bottom/B1 831.5 26865 15 MHz/QPSK 37 18 1 22.6 0.0636 0.07 
----- Bottom/B2 831.5 26865 15 MHz/QPSK 1 37 0 23.4 0.0759 0.09 
----- Bottom/B2 831.5 26865 15 MHz/QPSK 37 18 1 22.6 0.0595 0.07 
----- Left/B1 831.5 26865 15 MHz/QPSK 1 37 0 23.4 0.307 0.35 
----- Left/B1 831.5 26865 15 MHz/QPSK 37 18 1 22.6 0.234 0.26 
----- Right/B2 831.5 26865 15 MHz/QPSK 1 37 0 23.4 0.327 0.38 
----- Right/B2 831.5 26865 15 MHz/QPSK 37 18 1 22.6 0.258 0.28 
----- Back/B1 831.5 26865 15 MHz/QPSK 1 37 0 23.4 0.360 0.41 
----- Back/B1 831.5 26865 15 MHz/QPSK 37 18 1 22.6 0.290 0.32 
----- Back/B2 831.5 26865 15 MHz/QPSK 1 37 0 23.4 0.455 0.52 
----- Back/B2 831.5 26865 15 MHz/QPSK 37 18 1 22.6 0.360 0.39 

 Body 
1.6 W/kg (mW/g) 

averaged over 1 gram 
1. SAR Measurement 

Phantom Configuration Left Head  Eli4   Right Head 
SAR Configuration  Head   Body 

2. Test Signal Call Mode Test Code  Base Station Simulator 
3. Test Configuration  With Belt Clip  Without Belt Clip N/A  
4. Tissue Depth is at least 15.0 cm 

  
Jay M. Moulton 
Vice President 
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SAR Data Summary – 1750 MHz Body – UMTS Band 4 – EM7565 

MEASUREMENT RESULTS 

Gap Plot Frequency Modulation Position/
Antenna 

End 
Power RMC Test Set Up 

Measured 
SAR 

(W/kg) 

Reported 
SAR 

(W/kg) MHz Ch. (dBm) 

10 
mm 

----- 1732.6 1413 

WCDMA 

Top/T1 23.78 12.2 kbps Test Loop 1 0.462 0.49 
----- 1732.6 1413 Top/T2 23.78 12.2 kbps Test Loop 1 0.139 0.15 
----- 1732.6 1413 Top/T3 23.78 12.2 kbps Test Loop 1 0.256 0.27 
----- 1732.6 1413 Top/T4 23.78 12.2 kbps Test Loop 1 0.226 0.24 
----- 1732.6 1413 Bottom/B1 23.78 12.2 kbps Test Loop 1 0.322 0.34 
----- 1732.6 1413 Bottom/B2 23.78 12.2 kbps Test Loop 1 0.155 0.16 
----- 1732.6 1413 Bottom/B3 23.78 12.2 kbps Test Loop 1 0.151 0.16 
----- 1732.6 1413 Bottom/B4 23.78 12.2 kbps Test Loop 1 0.129 0.14 
----- 1732.6 1413 Left/T1 23.78 12.2 kbps Test Loop 1 0.262 0.28 
----- 1732.6 1413 Right/T2 23.78 12.2 kbps Test Loop 1 0.467 0.49 
----- 1732.6 1413 Left/T3 23.78 12.2 kbps Test Loop 1 0.610 0.64 
----- 1732.6 1413 Right/T4 23.78 12.2 kbps Test Loop 1 0.436 0.46 
----- 1732.6 1413 Left/B1 23.78 12.2 kbps Test Loop 1 0.149 0.16 
----- 1732.6 1413 Right/B2 23.78 12.2 kbps Test Loop 1 0.266 0.28 
----- 1732.6 1413 Left/B3 23.78 12.2 kbps Test Loop 1 0.135 0.14 
----- 1732.6 1413 Right/B4 23.78 12.2 kbps Test Loop 1 0.131 0.14 
----- 1732.6 1413 Back/T1 23.78 12.2 kbps Test Loop 1 0.785 0.83 
----- 1712.4 1312 

Back/T2 
23.73 12.2 kbps Test Loop 1 0.905 0.96 

----- 1732.6 1413 23.78 12.2 kbps Test Loop 1 0.927 0.98 
----- 1752.6 1513 23.62 12.2 kbps Test Loop 1 0.859 0.94 
----- 1732.6 1413 Front/T3 23.78 12.2 kbps Test Loop 1 0.613 0.64 
----- 1732.6 1413 Front/T4 23.78 12.2 kbps Test Loop 1 0.596 0.63 
----- 1732.6 1413 Back/B1 23.78 12.2 kbps Test Loop 1 0.425 0.45 
----- 1712.4 1312 

Back/B2 
23.73 12.2 kbps Test Loop 1 0.811 0.85 

----- 1732.6 1413 23.78 12.2 kbps Test Loop 1 0.857 0.90 
----- 1752.6 1513 23.62 12.2 kbps Test Loop 1 0.767 0.81 
----- 1732.6 1413 Front/B3 23.78 12.2 kbps Test Loop 1 0.127 0.13 
----- 1732.6 1413 Front/B4 23.78 12.2 kbps Test Loop 1 0.254 0.27 

 
Body 

1.6 W/kg (mW/g) 
averaged over 1 gram 

1. SAR Measurement 
Phantom Configuration Left Head  Eli4   Right Head 
SAR Configuration  Head  Body 

2. Test Signal Call Mode Test Code  Base Station Simulator 
3. Test Configuration  With Belt Clip Without Belt Clip N/A  
4. Tissue Depth is at least 15.0 cm 

  
Jay M. Moulton 
Vice President 
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SAR Data Summary – 1750 MHz Body – UMTS Band 4 – EM7511 

MEASUREMENT RESULTS 

Gap Plot Frequency Modulation Position/
Antenna 

End 
Power RMC Test Set Up 

Measured 
SAR 

(W/kg) 

Reported 
SAR 

(W/kg) MHz Ch. (dBm) 

10 
mm 

----- 1732.6 1413 

WCDMA 

Bottom/B1 23.99 12.2 kbps Test Loop 1 0.377 0.38 
----- 1732.6 1413 Bottom/B2 23.99 12.2 kbps Test Loop 1 0.326 0.33 
----- 1732.6 1413 Left/B1 23.99 12.2 kbps Test Loop 1 0.397 0.40 
----- 1732.6 1413 Right/B2 23.99 12.2 kbps Test Loop 1 0.447 0.45 
----- 1732.6 1413 Back/B1 23.99 12.2 kbps Test Loop 1 0.760 0.76 

6 1712.4 1312 
Back/B2 

23.76 12.2 kbps Test Loop 1 0.965 1.02 
----- 1732.6 1413 23.99 12.2 kbps Test Loop 1 0.901 0.90 
----- 1752.6 1513 23.73 12.2 kbps Test Loop 1 0.920 0.98 
----- 1712.4 1312 Repeat 23.76 12.2 kbps Test Loop 1 0.945 1.00 

 
Body 

1.6 W/kg (mW/g) 
averaged over 1 gram 

1. SAR Measurement 
Phantom Configuration Left Head  Eli4   Right Head 
SAR Configuration  Head  Body 

2. Test Signal Call Mode Test Code  Base Station Simulator 
3. Test Configuration  With Belt Clip Without Belt Clip N/A  
4. Tissue Depth is at least 15.0 cm 

  
Jay M. Moulton 
Vice President 
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SAR Data Summary –LTE Band 66 – EM7565 
MEASUREMENT RESULTS 

Gap Plot Position/ 
Antenna 

Frequency BW/ Modulation RB 
Size 

RB 
Offset 

MPR 
Target 

End Power Measured 
SAR (W/kg) 

Reported 
SAR (W/kg) 

MHz Ch. (dBm) 

10 
mm 

----- Top/T1 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.464 0.49 
----- Top/T1 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.369 0.43 
----- Top/T2 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.145 0.15 
----- Top/T2 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.116 0.14 
----- Top/T3 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.209 0.22 
----- Top/T3 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.170 0.20 
----- Top/T4 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.160 0.17 
----- Top/T4 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.130 0.15 
----- Bottom/B1 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.288 0.30 
----- Bottom/B1 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.230 0.27 
----- Bottom/B2 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.129 0.14 
----- Bottom/B2 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.104 0.12 
----- Bottom/B3 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.115 0.12 
----- Bottom/B3 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.0975 0.11 
----- Bottom/B4 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.124 0.13 
----- Bottom/B4 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.0985 0.12 
----- Left/T1 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.327 0.34 
----- Left/T1 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.262 0.31 
----- Right/T2 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.310 0.32 
----- Right/T2 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.255 0.30 
----- Left/T3 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.292 0.31 
----- Left/T3 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.234 0.27 
----- Right/T4 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.254 0.27 
----- Right/T4 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.206 0.24 
----- Left/B1 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.140 0.15 
----- Left/B1 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.114 0.13 
----- Right/B2 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.227 0.24 
----- Right/B2 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.185 0.22 
----- Left/B3 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.155 0.16 
----- Left/B3 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.129 0.15 
----- Right/B4 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.125 0.13 
----- Right/B4 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.102 0.12 
----- Back/T1 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.723 0.76 
----- Back/T1 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.589 0.69 
7 

Back/T2 
1720.0 132072 20 MHz/QPSK 1 49 0 23.9 0.932 0.95 

----- 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.901 0.94 
----- 1770.0 132571 20 MHz/QPSK 1 49 0 23.4 0.877 1.01 
----- Back/T2 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.734 0.86 
----- Back/T2 1745.0 132322 20 MHz/QPSK 100 0 1 22.4 0.685 0.79 
----- Front/T3 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.512 0.54 
----- Front/T3 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.430 0.51 
----- Front/T4 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.480 0.50 
----- Front/T4 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.387 0.45 
----- Back/B1 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.359 0.38 
----- Back/B1 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.293 0.34 
----- Back/B2 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.681 0.71 
----- Back/B2 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.554 0.65 
----- Front/B3 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.422 0.44 
----- Front/B3 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.343 0.40 
----- Front/B4 1745.0 132322 20 MHz/QPSK 1 49 0 23.8 0.280 0.29 
----- Front/B4 1745.0 132322 20 MHz/QPSK 50 24 1 22.3 0.219 0.26 
----- Repeat 1720.0 132072 20 MHz/QPSK 1 49 0 23.9 0.911 0.93 

 Body 
1.6 W/kg (mW/g) 

averaged over 1 gram 
1. SAR Measurement 

Phantom Configuration Left Head  Eli4   Right Head 
SAR Configuration  Head   Body 

2. Test Signal Call Mode Test Code  Base Station Simulator 
3. Test Configuration  With Belt Clip  Without Belt Clip N/A  
4. Tissue Depth is at least 15.0 cm 

  
Jay M. Moulton 
Vice President 
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SAR Data Summary –LTE Band 66 – EM7511 
MEASUREMENT RESULTS 

Gap Plot Position/ 
Antenna 

Frequency BW/ Modulation RB 
Size 

RB 
Offset 

MPR 
Target 

End Power Measured 
SAR (W/kg) 

Reported 
SAR (W/kg) 

MHz Ch. (dBm) 

10 
mm 

----- Bottom/B1 1745.0 132322 20 MHz/QPSK 1 49 0 23.4 0.348 0.40 
----- Bottom/B1 1745.0 132322 20 MHz/QPSK 50 24 1 22.8 0.279 0.29 
----- Bottom/B2 1745.0 132322 20 MHz/QPSK 1 49 0 23.4 0.285 0.33 
----- Bottom/B2 1745.0 132322 20 MHz/QPSK 50 24 1 22.8 0.232 0.24 
----- Left/B1 1745.0 132322 20 MHz/QPSK 1 49 0 23.4 0.348 0.40 
----- Left/B1 1745.0 132322 20 MHz/QPSK 50 24 1 22.8 0.256 0.27 
----- Right/B2 1745.0 132322 20 MHz/QPSK 1 49 0 23.4 0.341 0.39 
----- Right/B2 1745.0 132322 20 MHz/QPSK 50 24 1 22.8 0.272 0.29 
----- 

Back/B1 
1720.0 132072 20 MHz/QPSK 1 49 0 23.4 0.867 1.00 

----- 1745.0 132322 20 MHz/QPSK 1 49 0 23.4 0.887 1.02 
----- 1770.0 132571 20 MHz/QPSK 1 49 0 23.7 0.874 0.94 
----- Back/B1 1745.0 132322 20 MHz/QPSK 50 24 1 22.8 0.719 0.75 
----- Back/B1 1745.0 132322 20 MHz/QPSK 100 0 1 22.7 0.682 0.73 
----- Back/B2 1745.0 132322 20 MHz/QPSK 1 49 0 23.4 0.778 0.89 
----- Back/B2 1745.0 132322 20 MHz/QPSK 50 24 1 22.8 0.630 0.66 

 Body 
1.6 W/kg (mW/g) 

averaged over 1 gram 
1. SAR Measurement 

Phantom Configuration Left Head  Eli4   Right Head 
SAR Configuration  Head   Body 

2. Test Signal Call Mode Test Code  Base Station Simulator 
3. Test Configuration  With Belt Clip  Without Belt Clip N/A  
4. Tissue Depth is at least 15.0 cm 

  
Jay M. Moulton 
Vice President 
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SAR Data Summary – 1900 MHz Body – UMTS Band 2 – EM7565 

MEASUREMENT RESULTS 

Gap Plot Frequency Modulation Position/
Antenna 

End 
Power RMC Test Set Up 

Measured 
SAR 

(W/kg) 

Reported 
SAR 

(W/kg) MHz Ch. (dBm) 

10 
mm 

----- 1880.0 9400 

WCDMA 

Top/T1 23.91 12.2 kbps Test Loop 1 0.585 0.60 
----- 1880.0 9400 Top/T2 23.91 12.2 kbps Test Loop 1 0.154 0.16 
----- 1880.0 9400 Top/T3 23.91 12.2 kbps Test Loop 1 0.216 0.22 
----- 1880.0 9400 Top/T4 23.91 12.2 kbps Test Loop 1 0.148 0.15 
----- 1880.0 9400 Bottom/B1 23.91 12.2 kbps Test Loop 1 0.412 0.42 
----- 1880.0 9400 Bottom/B2 23.91 12.2 kbps Test Loop 1 0.108 0.11 
----- 1880.0 9400 Bottom/B3 23.91 12.2 kbps Test Loop 1 0.254 0.26 
----- 1880.0 9400 Bottom/B4 23.91 12.2 kbps Test Loop 1 0.158 0.16 
----- 1880.0 9400 Left/T1 23.91 12.2 kbps Test Loop 1 0.325 0.33 
----- 1880.0 9400 Right/T2 23.91 12.2 kbps Test Loop 1 0.478 0.49 
----- 1880.0 9400 Left/T3 23.91 12.2 kbps Test Loop 1 0.312 0.32 
----- 1880.0 9400 Right/T4 23.91 12.2 kbps Test Loop 1 0.261 0.27 
----- 1880.0 9400 Left/B1 23.91 12.2 kbps Test Loop 1 0.151 0.15 
----- 1880.0 9400 Right/B2 23.91 12.2 kbps Test Loop 1 0.188 0.19 
----- 1880.0 9400 Left/B3 23.91 12.2 kbps Test Loop 1 0.255 0.26 
----- 1880.0 9400 Right/B4 23.91 12.2 kbps Test Loop 1 0.198 0.20 
----- 1880.0 9400 Back/T1 23.91 12.2 kbps Test Loop 1 0.707 0.72 

8 1852.4 9262 
Back/T2 

23.76 12.2 kbps Test Loop 1 1.02 1.08 
----- 1880.0 9400 23.91 12.2 kbps Test Loop 1 0.991 1.01 
----- 1907.6 9538 23.80 12.2 kbps Test Loop 1 0.897 0.94 
----- 1880.0 9400 Front/T3 23.91 12.2 kbps Test Loop 1 0.659 0.67 
----- 1880.0 9400 Front/T4 23.91 12.2 kbps Test Loop 1 0.586 0.60 
----- 1880.0 9400 Back/B1 23.91 12.2 kbps Test Loop 1 0.352 0.36 
----- 1880.0 9400 Back/B2 23.91 12.2 kbps Test Loop 1 0.710 0.73 
----- 1880.0 9400 Front/B3 23.91 12.2 kbps Test Loop 1 0.224 0.23 
----- 1880.0 9400 Front/B4 23.91 12.2 kbps Test Loop 1 0.363 0.37 
----- 1852.4 9262 Repeat 23.76 12.2 kbps Test Loop 1 1.00 1.06 

 
Body 

1.6 W/kg (mW/g) 
averaged over 1 gram 

1. SAR Measurement 
Phantom Configuration Left Head  Eli4   Right Head 
SAR Configuration  Head  Body 

2. Test Signal Call Mode Test Code  Base Station Simulator 
3. Test Configuration  With Belt Clip Without Belt Clip N/A  
4. Tissue Depth is at least 15.0 cm 

  
Jay M. Moulton 
Vice President 



  Report Number: SAR.20191024 

© 2019 RF Exposure Lab, LLC  Page 156 of 356 
This report shall not be reproduced except in full without the written approval of RF Exposure Lab, LLC.  

SAR Data Summary – 1900 MHz Body – UMTS Band 2 – EM7511 

MEASUREMENT RESULTS 

Gap Plot Frequency Modulation Position/
Antenna 

End 
Power RMC Test Set Up 

Measured 
SAR 

(W/kg) 

Reported 
SAR 

(W/kg) MHz Ch. (dBm) 

10 
mm 

----- 1880.0 9400 

WCDMA 

Bottom/B1 23.89 12.2 kbps Test Loop 1 0.292 0.30 
----- 1880.0 9400 Bottom/B2 23.89 12.2 kbps Test Loop 1 0.447 0.46 
----- 1880.0 9400 Left/B1 23.89 12.2 kbps Test Loop 1 0.281 0.29 
----- 1880.0 9400 Right/B2 23.89 12.2 kbps Test Loop 1 0.510 0.52 
----- 1880.0 9400 Back/B1 23.89 12.2 kbps Test Loop 1 0.701 0.72 
----- 1852.4 9262 

Back/B2 
23.80 12.2 kbps Test Loop 1 0.841 0.88 

----- 1880.0 9400 23.89 12.2 kbps Test Loop 1 0.911 0.93 
----- 1907.6 9538 23.84 12.2 kbps Test Loop 1 0.835 0.87 

 
Body 

1.6 W/kg (mW/g) 
averaged over 1 gram 

1. SAR Measurement 
Phantom Configuration Left Head  Eli4   Right Head 
SAR Configuration  Head  Body 

2. Test Signal Call Mode Test Code  Base Station Simulator 
3. Test Configuration  With Belt Clip Without Belt Clip N/A  
4. Tissue Depth is at least 15.0 cm 

  
Jay M. Moulton 
Vice President 
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SAR Data Summary –LTE Band 2 – EM7565 
MEASUREMENT RESULTS 

Gap Plot Position/ 
Antenna 

Frequency BW/ Modulation RB 
Size 

RB 
Offset 

MPR 
Target 

End Power Measured 
SAR (W/kg) 

Reported 
SAR (W/kg) 

MHz Ch. (dBm) 

10 
mm 

----- Top/T1 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.518 0.54 
----- Top/T1 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.421 0.45 
----- Top/T2 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.202 0.21 
----- Top/T2 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.159 0.17 
----- Top/T3 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.218 0.23 
----- Top/T3 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.175 0.19 
----- Top/T4 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.198 0.21 
----- Top/T4 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.159 0.17 
----- Bottom/B1 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.327 0.34 
----- Bottom/B1 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.261 0.28 
----- Bottom/B2 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.133 0.14 
----- Bottom/B2 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.102 0.11 
----- Bottom/B3 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.187 0.20 
----- Bottom/B3 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.151 0.16 
----- Bottom/B4 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.155 0.16 
----- Bottom/B4 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.122 0.13 
----- Left/T1 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.325 0.34 
----- Left/T1 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.266 0.29 
----- Right/T2 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.361 0.38 
----- Right/T2 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.288 0.31 
----- Left/T3 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.198 0.21 
----- Left/T3 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.162 0.17 
----- Right/T4 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.262 0.27 
----- Right/T4 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.208 0.22 
----- Left/B1 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.126 0.13 
----- Left/B1 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.0994 0.11 
----- Right/B2 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.158 0.17 
----- Right/B2 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.130 0.14 
----- Left/B3 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.204 0.21 
----- Left/B3 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.164 0.18 
----- Right/B4 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.138 0.15 
----- Right/B4 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.108 0.12 
----- Back/T1 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.725 0.76 
----- Back/T1 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.587 0.63 
----- 

Back/T2 
1860.0 18700 20 MHz/QPSK 1 49 0 23.6 1.02 1.12 

----- 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 1.01 1.06 
9 1900.0 19100 20 MHz/QPSK 1 49 0 23.7 1.04 1.11 

----- 
Back/T2 

1860.0 18700 20 MHz/QPSK 50 24 1 22.4 0.827 0.95 
----- 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.818 0.88 
----- 1900.0 19100 20 MHz/QPSK 50 24 1 22.7 0.843 0.90 
----- Back/T2 1880.0 18900 20 MHz/QPSK 100 0 1 22.4 0.779 0.89 
----- Front/T3 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.404 0.42 
----- Front/T3 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.331 0.35 
----- Front/T4 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.512 0.54 
----- Front/T4 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.419 0.45 
----- Back/B1 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.323 0.34 
----- Back/B1 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.261 0.28 
----- Back/B2 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.548 0.57 
----- Back/B2 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.446 0.48 
----- Front/B3 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.518 0.54 
----- Front/B3 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.421 0.45 
----- Front/B4 1880.0 18900 20 MHz/QPSK 1 49 0 23.8 0.323 0.34 
----- Front/B4 1880.0 18900 20 MHz/QPSK 50 24 1 22.7 0.258 0.28 
----- Repeat 1900.0 19100 20 MHz/QPSK 1 49 0 23.7 1.02 1.09 

 Body 
1.6 W/kg (mW/g) 

averaged over 1 gram 
1. SAR Measurement 

Phantom Configuration  Left Head  Eli4   Right Head 
SAR Configuration  Head   Body 

2. Test Signal Call Mode  Test Code  Base Station Simulator 
3. Test Configuration  With Belt Clip  Without Belt Clip  N/A  
4. Tissue Depth is at least 15.0 cm 

  
Jay M. Moulton 
Vice President 
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SAR Data Summary –LTE Band 2 – EM7511 
MEASUREMENT RESULTS 

Gap Plot Position/ 
Antenna 

Frequency BW/ Modulation RB 
Size 

RB 
Offset 

MPR 
Target 

End Power Measured 
SAR (W/kg) 

Reported 
SAR (W/kg) 

MHz Ch. (dBm) 

10 
mm 

----- Bottom/B1 1880.0 18900 20 MHz/QPSK 1 49 0 23.4 0.296 0.34 
----- Bottom/B1 1880.0 18900 20 MHz/QPSK 50 24 1 22.9 0.241 0.25 
----- Bottom/B2 1880.0 18900 20 MHz/QPSK 1 49 0 23.4 0.412 0.47 
----- Bottom/B2 1880.0 18900 20 MHz/QPSK 50 24 1 22.9 0.329 0.34 
----- Left/B1 1880.0 18900 20 MHz/QPSK 1 49 0 23.4 0.198 0.23 
----- Left/B1 1880.0 18900 20 MHz/QPSK 50 24 1 22.9 0.159 0.16 
----- Right/B2 1880.0 18900 20 MHz/QPSK 1 49 0 23.4 0.354 0.41 
----- Right/B2 1880.0 18900 20 MHz/QPSK 50 24 1 22.9 0.285 0.29 
----- Back/B1 1880.0 18900 20 MHz/QPSK 1 49 0 23.4 0.654 0.75 
----- Back/B1 1880.0 18900 20 MHz/QPSK 50 24 1 22.9 0.521 0.53 
----- Back/B2 1880.0 18900 20 MHz/QPSK 1 49 0 23.4 0.682 0.78 
----- Back/B2 1880.0 18900 20 MHz/QPSK 50 24 1 22.9 0.549 0.56 

 Body 
1.6 W/kg (mW/g) 

averaged over 1 gram 
1. SAR Measurement 

Phantom Configuration Left Head  Eli4   Right Head 
SAR Configuration  Head   Body 

2. Test Signal Call Mode Test Code  Base Station Simulator 
3. Test Configuration  With Belt Clip  Without Belt Clip  N/A  
4. Tissue Depth is at least 15.0 cm 

  
Jay M. Moulton 
Vice President 
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SAR Data Summary –LTE Band 7 
MEASUREMENT RESULTS 
Gap Plot Position/ 

Antenna 
Frequency BW/ Modulation RB Size RB 

Offset MPR Target End Power Measured SAR 
(W/kg) 

Reported SAR 
(W/kg) MHz Ch. (dBm) 

10 
mm 

----- Top/T1 2535 21100 20 MHz/QPSK 1 49 0 23.0 0.571 0.57 
----- Top/T1 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.564 0.58 
----- Top/T2 2535 21100 20 MHz/QPSK 1 49 0 23.0 0.486 0.49 
----- Top/T2 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.386 0.40 
----- Top/T3 2535 21100 20 MHz/QPSK 1 49 0 23.0 0.656 0.66 
----- Top/T3 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.533 0.55 
----- Top/T4 2535 21100 20 MHz/QPSK 1 49 0 23.0 0.617 0.62 
----- Top/T4 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.491 0.50 
----- Bottom/B1 2535 21100 20 MHz/QPSK 1 49 0 23.0 0.609 0.61 
----- Bottom/B1 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.495 0.51 
----- Bottom/B2 2535 21100 20 MHz/QPSK 1 49 0 23.0 0.403 0.40 
----- Bottom/B2 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.328 0.34 
----- Bottom/B3 2535 21100 20 MHz/QPSK 1 49 0 23.0 0.540 0.54 
----- Bottom/B3 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.434 0.44 
----- Bottom/B4 2535 21100 20 MHz/QPSK 1 49 0 23.0 0.372 0.37 
----- Bottom/B4 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.299 0.31 
----- Left/T1 2535 21100 20 MHz/QPSK 1 49 0 23.0 0.135 0.14 
----- Left/T1 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.107 0.11 
----- Right/T2 2535 21100 20 MHz/QPSK 1 49 0 23.0 0.130 0.13 
----- Right/T2 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.105 0.11 
----- Left/T3 2535 21100 20 MHz/QPSK 1 49 0 23.0 0.164 0.16 
----- Left/T3 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.130 0.13 
----- Right/T4 2535 21100 20 MHz/QPSK 1 49 0 23.0 0.159 0.16 
----- Right/T4 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.128 0.13 
----- Left/B1 2535 21100 20 MHz/QPSK 1 49 0 23.0 0.163 0.16 
----- Left/B1 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.134 0.14 
----- Right/B2 2535 21100 20 MHz/QPSK 1 49 0 23.0 0.162 0.16 
----- Right/B2 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.132 0.14 
----- Left/B3 2535 21100 20 MHz/QPSK 1 49 0 23.0 0.184 0.18 
----- Left/B3 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.145 0.15 
----- Right/B4 2535 21100 20 MHz/QPSK 1 49 0 23.0 0.169 0.17 
----- Right/B4 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.135 0.14 
----- Back/T1 2535 21100 20 MHz/QPSK 1 49 0 23.0 0.627 0.63 
----- Back/T1 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.508 0.52 
----- 

Back/T2 
2510 20850 20 MHz/QPSK 1 49 0 23.0 1.09 1.09 

10 2535 21100 20 MHz/QPSK 1 49 0 23.0 1.13 1.13 
----- 2560 21350 20 MHz/QPSK 1 49 0 22.5 0.952 1.07 
----- 

Back/T2 
2510 20850 20 MHz/QPSK 50 24 1 21.7 0.885 0.95 

----- 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.905 0.93 
----- 2560 21350 20 MHz/QPSK 50 24 1 22.0 0.871 0.87 
----- Back/T2 2535 21100 20 MHz/QPSK 100 0 1 21.5 0.803 0.90 
----- 

Front/T3 
2510 20850 20 MHz/QPSK 1 49 0 23.0 0.827 0.83 

----- 2535 21100 20 MHz/QPSK 1 49 0 23.0 0.860 0.86 
----- 2560 21350 20 MHz/QPSK 1 49 0 22.5 0.803 0.90 
----- Front/T3 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.700 0.72 
----- Front/T3 2535 21100 20 MHz/QPSK 100 0 1 21.5 0.659 0.74 
----- Front/T4 2535 21100 20 MHz/QPSK 1 49 0 23.0 0.653 0.65 
----- Front/T4 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.526 0.54 
----- Back/B1 2535 21100 20 MHz/QPSK 1 49 0 23.0 0.460 0.46 
----- Back/B1 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.370 0.38 
----- 

Back/B2 
2510 20850 20 MHz/QPSK 1 49 0 23.0 1.07 1.07 

----- 2535 21100 20 MHz/QPSK 1 49 0 23.0 1.09 1.09 
----- 2560 21350 20 MHz/QPSK 1 49 0 22.5 0.941 1.06 
----- 

Back/B2 
2510 20850 20 MHz/QPSK 50 24 1 21.7 0.958 1.03 

----- 2535 21100 20 MHz/QPSK 50 24 1 21.9 1.02 1.04 
----- 2560 21350 20 MHz/QPSK 50 24 1 22.0 0.917 0.92 
----- Back/B2 2535 21100 20 MHz/QPSK 100 0 1 21.5 0.869 0.98 
----- 

Front/B3 
2510 20850 20 MHz/QPSK 1 49 0 23.0 0.994 0.99 

----- 2535 21100 20 MHz/QPSK 1 49 0 23.0 1.01 1.01 
----- 2560 21350 20 MHz/QPSK 1 49 0 22.5 0.94 1.05 
----- Front/B3 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.738 0.76 
----- Front/B3 2535 21100 20 MHz/QPSK 100 0 1 21.5 0.675 0.76 
----- Front/B4 2535 21100 20 MHz/QPSK 1 49 0 23.0 0.643 0.64 
----- Front/B4 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.553 0.57 
----- Repeat 2535 21100 20 MHz/QPSK 1 49 0 23.0 1.11 1.11 

 Body 
1.6 W/kg (mW/g) 

averaged over 1 gram 
1. SAR Measurement 

Phantom Configuration  Left Head  Eli4   Right Head 
SAR Configuration  Head     Body 

2. Test Signal Call Mode  Test Code  Base Station Simulator 
3. Test Configuration  With Belt Clip Without Belt Clip  N/A  
4. Tissue Depth is at least 15.0 cm 

  
Jay M. Moulton 
Vice President 
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SAR Data Summary –LTE Band 7 – EM7511 
MEASUREMENT RESULTS 

Gap Plot Position/ 
Antenna 

Frequency BW/ Modulation RB 
Size 

RB 
Offset 

MPR 
Target 

End Power Measured 
SAR (W/kg) 

Reported 
SAR (W/kg) 

MHz Ch. (dBm) 

10 
mm 

----- 
Bottom/B1 

2510 20850 20 MHz/QPSK 1 49 0 22.8 1.04 1.09 
----- 2535 21100 20 MHz/QPSK 1 49 0 22.5 0.865 0.97 
----- 2560 21350 20 MHz/QPSK 1 49 0 22.8 1.01 1.06 
----- 

Bottom/B1 
2510 20850 20 MHz/QPSK 50 24 1 21.9 0.933 0.96 

----- 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.998 1.02 
----- 2560 21350 20 MHz/QPSK 50 24 1 22.0 0.911 0.91 
----- Bottom/B1 2535 21100 20 MHz/QPSK 100 0 1 21.6 0.897 0.98 
----- 

Bottom/B2 
2510 20850 20 MHz/QPSK 1 49 0 22.8 1.07 1.12 

----- 2535 21100 20 MHz/QPSK 1 49 0 22.5 0.921 1.03 
----- 2560 21350 20 MHz/QPSK 1 49 0 22.8 0.961 1.08 
----- 

Bottom/B2 
2510 20850 20 MHz/QPSK 50 24 1 21.9 0.964 0.99 

----- 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.874 0.89 
----- 2560 21350 20 MHz/QPSK 50 24 1 22.0 0.940 0.94 
----- Bottom/B2 2535 21100 20 MHz/QPSK 100 0 1 21.6 0.823 0.90 
----- Left/B1 2535 21100 20 MHz/QPSK 1 49 0 22.5 0.290 0.33 
----- Left/B1 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.235 0.24 
----- Right/B2 2535 21100 20 MHz/QPSK 1 49 0 22.5 0.269 0.30 
----- Right/B2 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.222 0.23 
----- 

Back/B1 
2510 20850 20 MHz/QPSK 1 49 0 22.8 0.864 0.91 

----- 2535 21100 20 MHz/QPSK 1 49 0 22.5 0.900 1.01 
----- 2560 21350 20 MHz/QPSK 1 49 0 22.8 0.803 0.84 
----- Back/B1 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.726 0.74 
----- Back/B1 2535 21100 20 MHz/QPSK 100 0 1 21.6 0.684 0.75 
----- 

Back/B2 
2510 20850 20 MHz/QPSK 1 49 0 22.8 0.967 0.80 

----- 2535 21100 20 MHz/QPSK 1 49 0 22.5 1.01 0.90 
----- 2560 21350 20 MHz/QPSK 1 49 0 22.8 1.01 1.06 
----- 

Back/B2 
2510 20850 20 MHz/QPSK 50 24 1 21.9 0.809 1.04 

----- 2535 21100 20 MHz/QPSK 50 24 1 21.9 0.846 1.09 
----- 2560 21350 20 MHz/QPSK 50 24 1 22.0 0.842 0.84 
----- Back/B2 2535 21100 20 MHz/QPSK 100 0 1 21.6 0.765 0.84 

 Body 
1.6 W/kg (mW/g) 

averaged over 1 gram 
1. SAR Measurement 

Phantom Configuration Left Head  Eli4   Right Head 
SAR Configuration  Head   Body 

2. Test Signal Call Mode Test Code  Base Station Simulator 
3. Test Configuration  With Belt Clip  Without Belt Clip  N/A  
4. Tissue Depth is at least 15.0 cm 

  
Jay M. Moulton 
Vice President 
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SAR Data Summary –LTE Band 41 – EM7565 
MEASUREMENT RESULTS 

Gap Plot Position/ 
Antenna 

Frequency BW/ Modulation RB 
Size 

RB 
Offset 

MPR 
Target 

End Power Measured 
SAR (W/kg) 

Reported 
SAR (W/kg) 

MHz Ch. (dBm) 

10 
mm 

----- Top/T1 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.326 0.35 
----- Top/T1 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.268 0.29 
----- Top/T2 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.185 0.20 
----- Top/T2 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.151 0.17 
----- Top/T3 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.254 0.27 
----- Top/T3 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.203 0.22 
----- Top/T4 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.256 0.27 
----- Top/T4 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.206 0.23 
----- Bottom/B1 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.301 0.32 
----- Bottom/B1 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.245 0.27 
----- Bottom/B2 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.249 0.27 
----- Bottom/B2 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.202 0.22 
----- Bottom/B3 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.192 0.21 
----- Bottom/B3 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.157 0.17 
----- Bottom/B4 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.204 0.22 
----- Bottom/B4 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.164 0.18 
----- Left/T1 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.0624 0.07 
----- Left/T1 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.0417 0.05 
----- Right/T2 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.0519 0.06 
----- Right/T2 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.0414 0.05 
----- Left/T3 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.0390 0.04 
----- Left/T3 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.0306 0.03 
----- Right/T4 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.0632 0.07 
----- Right/T4 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.0548 0.06 
----- Left/B1 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.0877 0.09 
----- Left/B1 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.0720 0.08 
----- Right/B2 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.0762 0.08 
----- Right/B2 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.0621 0.07 
----- Left/B3 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.0698 0.08 
----- Left/B3 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.0567 0.06 
----- Right/B4 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.0786 0.08 
----- Right/B4 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.0657 0.07 
----- Back/T1 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.253 0.27 
----- Back/T1 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.206 0.23 
----- Back/T2 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.390 0.42 
----- Back/T2 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.304 0.33 
----- Front/T3 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.229 0.25 
----- Front/T3 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.186 0.20 
----- Front/T4 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.247 0.26 
----- Front/T4 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.200 0.22 
----- Back/B1 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.278 0.30 
----- Back/B1 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.225 0.25 
----- Back/B2 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.483 0.52 
----- Back/B2 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.373 0.41 
----- Front/B3 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.376 0.40 
----- Front/B3 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.304 0.33 
----- Front/B4 2593 40620 20 MHz/QPSK 1 49 0 22.7 0.285 0.31 
----- Front/B4 2593 40620 20 MHz/QPSK 50 24 1 21.6 0.246 0.27 

 Body 
1.6 W/kg (mW/g) 

averaged over 1 gram 
1. SAR Measurement 

Phantom Configuration Left Head  Eli4   Right Head 
SAR Configuration  Head   Body 

2. Test Signal Call Mode Test Code  Base Station Simulator 
3. Test Configuration  With Belt Clip  Without Belt Clip N/A  
4. Tissue Depth is at least 15.0 cm 

  
Jay M. Moulton 
Vice President 
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SAR Data Summary –LTE Band 41 – EM7511 
MEASUREMENT RESULTS 

Gap Plot Position/ 
Antenna 

Frequency BW/ Modulation RB 
Size 

RB 
Offset 

MPR 
Target 

End Power Measured 
SAR (W/kg) 

Reported 
SAR (W/kg) 

MHz Ch. (dBm) 

10 
mm 

----- Bottom/B1 2593 40620 20 MHz/QPSK 1 49 0 22.6 0.419 0.46 
----- Bottom/B1 2593 40620 20 MHz/QPSK 50 24 1 21.4 0.405 0.47 
11 Bottom/B2 2593 40620 20 MHz/QPSK 1 49 0 22.6 0.550 0.60 
----- Bottom/B2 2593 40620 20 MHz/QPSK 50 24 1 21.4 0.437 0.50 
----- Left/B1 2593 40620 20 MHz/QPSK 1 49 0 22.6 0.114 0.13 
----- Left/B1 2593 40620 20 MHz/QPSK 50 24 1 21.4 0.093 0.11 
----- Right/B2 2593 40620 20 MHz/QPSK 1 49 0 22.6 0.112 0.12 
----- Right/B2 2593 40620 20 MHz/QPSK 50 24 1 21.4 0.089 0.10 
----- Back/B1 2593 40620 20 MHz/QPSK 1 49 0 22.6 0.292 0.32 
----- Back/B1 2593 40620 20 MHz/QPSK 50 24 1 21.4 0.239 0.27 
----- Back/B2 2593 40620 20 MHz/QPSK 1 49 0 22.6 0.420 0.46 
----- Back/B2 2593 40620 20 MHz/QPSK 50 24 1 21.4 0.341 0.39 

 Body 
1.6 W/kg (mW/g) 

averaged over 1 gram 
1. SAR Measurement 

Phantom Configuration Left Head  Eli4   Right Head 
SAR Configuration  Head   Body 

2. Test Signal Call Mode Test Code  Base Station Simulator 
3. Test Configuration  With Belt Clip  Without Belt Clip N/A  
4. Tissue Depth is at least 15.0 cm 

  
Jay M. Moulton 
Vice President 
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SAR Data Summary –LTE Band 48 – EM7565 
MEASUREMENT RESULTS 

Gap Plot Position/ 
Antenna 

Frequency BW/ Modulation RB 
Size 

RB 
Offset 

MPR 
Target 

End Power Measured 
SAR (W/kg) 

Reported 
SAR (W/kg) 

MHz Ch. (dBm) 

10 
mm 

----- Top/T1 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.187 0.21 
----- Top/T1 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.0998 0.10 
----- Top/T2 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.0855 0.09 
----- Top/T2 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.0368 0.04 
----- Top/T3 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.108 0.12 
----- Top/T3 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.0516 0.05 
----- Top/T4 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.200 0.22 
----- Top/T4 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.103 0.11 
----- Bottom/B1 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.128 0.14 
----- Bottom/B1 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.0643 0.07 
----- Bottom/B2 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.0691 0.08 
----- Bottom/B2 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.0329 0.03 
----- Bottom/B3 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.0523 0.06 
----- Bottom/B3 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.0119 0.01 
----- Bottom/B4 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.157 0.17 
----- Bottom/B4 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.0819 0.08 
----- Left/T1 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.198 0.22 
----- Left/T1 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.0474 0.05 
----- Right/T2 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.204 0.22 
----- Right/T2 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.107 0.11 
----- Left/T3 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.199 0.22 
----- Left/T3 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.102 0.10 
----- Right/T4 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.177 0.19 
----- Right/T4 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.0908 0.09 
----- Left/B1 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.186 0.20 
----- Left/B1 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.0991 0.10 
----- Right/B2 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.197 0.22 
----- Right/B2 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.101 0.10 
----- Left/B3 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.206 0.23 
----- Left/B3 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.107 0.11 
----- Right/B4 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.179 0.20 
----- Right/B4 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.0902 0.09 
----- Back/T1 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.179 0.20 
----- Back/T1 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.0884 0.09 
----- Back/T2 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.140 0.15 
----- Back/T2 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.0697 0.07 
----- Front/T3 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.149 0.16 
----- Front/T3 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.0753 0.08 
----- Front/T4 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.169 0.19 
----- Front/T4 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.0852 0.09 
----- Back/B1 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.104 0.11 
----- Back/B1 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.0567 0.06 
12 Back/B2 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.211 0.23 
----- Back/B2 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.108 0.11 
----- Front/B3 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.177 0.19 
----- Front/B3 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.0925 0.09 
----- Front/B4 3625 55990 20 MHz/QPSK 1 49 0 22.6 0.138 0.15 
----- Front/B4 3625 55990 20 MHz/QPSK 50 24 1 21.9 0.062 0.06 

 Body 
1.6 W/kg (mW/g) 

averaged over 1 gram 
1. SAR Measurement 

Phantom Configuration Left Head  Eli4   Right Head 
SAR Configuration  Head   Body 

2. Test Signal Call Mode Test Code  Base Station Simulator 
3. Test Configuration  With Belt Clip  Without Belt Clip N/A  
4. Tissue Depth is at least 15.0 cm 

  
Jay M. Moulton 
Vice President 
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SAR Data Summary –LTE Band 48 – EM7511 
MEASUREMENT RESULTS 

Gap Plot Position/ 
Antenna 

Frequency BW/ Modulation RB 
Size 

RB 
Offset 

MPR 
Target 

End Power Measured 
SAR (W/kg) 

Reported 
SAR (W/kg) 

MHz Ch. (dBm) 

10 
mm 

----- Bottom/B1 3625 55990 20 MHz/QPSK 1 49 0 22.4 0.103 0.12 
----- Bottom/B1 3625 55990 20 MHz/QPSK 50 24 1 21.8 0.0572 0.06 
----- Bottom/B2 3625 55990 20 MHz/QPSK 1 49 0 22.4 0.0572 0.07 
----- Bottom/B2 3625 55990 20 MHz/QPSK 50 24 1 21.8 0.0297 0.03 
----- Left/B1 3625 55990 20 MHz/QPSK 1 49 0 22.4 0.171 0.20 
----- Left/B1 3625 55990 20 MHz/QPSK 50 24 1 21.8 0.0877 0.09 
----- Right/B2 3625 55990 20 MHz/QPSK 1 49 0 22.4 0.148 0.17 
----- Right/B2 3625 55990 20 MHz/QPSK 50 24 1 21.8 0.0962 0.10 
----- Back/B1 3625 55990 20 MHz/QPSK 1 49 0 22.4 0.0903 0.10 
----- Back/B1 3625 55990 20 MHz/QPSK 50 24 1 21.8 0.0481 0.05 
----- Back/B2 3625 55990 20 MHz/QPSK 1 49 0 22.4 0.189 0.22 
----- Back/B2 3625 55990 20 MHz/QPSK 50 24 1 21.8 0.0967 0.10 

 Body 
1.6 W/kg (mW/g) 

averaged over 1 gram 
1. SAR Measurement 

Phantom Configuration Left Head  Eli4   Right Head 
SAR Configuration  Head   Body 

2. Test Signal Call Mode Test Code  Base Station Simulator 
3. Test Configuration  With Belt Clip  Without Belt Clip N/A  
4. Tissue Depth is at least 15.0 cm 

  
Jay M. Moulton 
Vice President 
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SAR Data Summary – 2450 MHz Body 802.11b 

MEASUREMENT RESULTS 

Plot Gap Position 
Frequency 

Modulation Antenna 
End Power Measured 

SAR 
(W/kg) 

Reported 
SAR 

(W/kg) MHz Ch. (dBm) 
13 

0 mm Bottom 2437 6 DSSS Tx0 20.00 0.737 0.83 
----- 2462 11 DSSS 20.00 0.687 0.77 
----- Top 2437 6 DSSS Tx1 20.00 0.293 0.33 
 

Body 
1.6 W/kg (mW/g) 

averaged over 1 gram 

1. Battery is fully charged for all tests. 
Power Measured  Conducted  ERP   EIRP 

2. SAR Measurement 
Phantom Configuration Left Head  Eli4   Right Head 
SAR Configuration  Head  Body 

3. Test Signal Call Mode Test Code  Base Station Simulator 
4. Test Configuration  With Belt Clip Without Belt Clip N/A  
5. Tissue Depth is at least 15.0 cm 

  
Jay M. Moulton 
Vice President 
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SAR Data Summary – 5250 MHz Body 802.11a 

MEASUREMENT RESULTS 

Plot Gap Position 
Frequency 

Modulation Antenna 
End Power Measured 

SAR 
(W/kg) 

Reported 
SAR 

(W/kg) MHz Ch. (dBm) 
14 0 mm Bottom 5300 60 OFDM Tx0 18.00 0.00422 0.01 
----- Top 5300 60 OFDM Tx1 18.00 0.00315 0.01 
 

Body 
1.6 W/kg (mW/g) 

averaged over 1 gram 

1. Battery is fully charged for all tests. 
Power Measured  Conducted  ERP   EIRP 

2. SAR Measurement 
Phantom Configuration  Left Head  Eli4   Right Head 
SAR Configuration  Head   Body 

3. Test Signal Call Mode  Test Code  Base Station Simulator 
4. Test Configuration  With Belt Clip Without Belt Clip N/A  
5. Tissue Depth is at least 15.0 cm 

  
Jay M. Moulton 
Vice President 
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SAR Data Summary – 5600 MHz Body 802.11a 

MEASUREMENT RESULTS 

Plot Gap Position Frequency Modulation Antenna 
End 

Power 
Measured 

SAR 
(W/kg) 

Reported 
SAR 

(W/kg) MHz Ch. (dBm) 
15 0 mm Bottom 5620 124 OFDM Tx0 18.00 0.0031 0.01 
----- Top 5620 124 OFDM Tx1 18.00 0.0023 0.01 
 

Body 
1.6 W/kg (mW/g) 

averaged over 1 gram 

1. Battery is fully charged for all tests. 
Power Measured  Conducted  ERP   EIRP 

2. SAR Measurement 
Phantom Configuration  Left Head  Eli4   Right Head 
SAR Configuration  Head   Body 

3. Test Signal Call Mode  Test Code  Base Station Simulator 
4. Test Configuration  With Belt Clip Without Belt Clip N/A  
5. Tissue Depth is at least 15.0 cm 

  
Jay M. Moulton 
Vice President 
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SAR Data Summary – 5800 MHz Body 802.11a 

MEASUREMENT RESULTS 

Plot Gap Position 
Frequency 

Modulation Antenna 
End Power Measured 

SAR 
(W/kg) 

Reported 
SAR 

(W/kg) MHz Ch. (dBm) 
16 0 mm Bottom 5785 157 OFDM Tx0 18.00 0.00271 0.01 
----- Top 5785 157 OFDM Tx1 18.00 0.00136 0.01 
 

Body 
1.6 W/kg (mW/g) 

averaged over 1 gram 

1. Battery is fully charged for all tests. 
Power Measured  Conducted  ERP   EIRP 

2. SAR Measurement 
Phantom Configuration Left Head  Eli4   Right Head 
SAR Configuration  Head  Body 

3. Test Signal Call Mode Test Code  Base Station Simulator 
4. Test Configuration  With Belt Clip Without Belt Clip N/A  
5. Tissue Depth is at least 15.0 cm 

  
Jay M. Moulton 
Vice President 
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SAR Data Summary – Simultaneous Evaluation 
 
The cellular antennas can transmit simultaneously with each other and with the WiFi antennas.  
The highest SAR value measured for each side/antenna was used to determine the 
simultaneous for each side.  All values listed in red are estimated values based on the formula 
in KDB447498 D01 v06 section 4.3.2 b) on page 14.  Using the highest reported SAR to 
calculate the simultaneous Tx using sum of two pairs each side (per KDB447498 D01 v06 
section 4.3.2 c), the highlighted pairs produce the worst case simultaneous which is above the 
limit of 1.6 W/kg.  If the pair that is evaluated meets the simultaneous SPLSR limit all other pairs 
will also meet the requirement.  Therefore, only the highlighted pairs were evaluated.  The 
highest value is 0.04 which meets the requirements of KDB 447498 D01 v06 section 4.3.2 c) on 
page 15.  The calculation is shown below. 
 

Side T1 T2 T3 T4 B1 B2 B3 B4 WiFi 
Top 0.60 0.49 0.66 0.62 0.40 0.40 0.40 0.40 0.33 

Bottom 0.40 0.40 0.40 0.40 1.09 1.12 0.54 0.37 0.83 
Left 0.34 0.40 0.66 0.40 0.42 0.40 0.44 0.40 0.40 

Right 0.40 0.51 0.40 0.46 0.40 0.55 0.40 0.27 0.40 
Back 0.83 1.13 0.40 0.40 1.02 1.09 0.40 0.40 0.40 
Front 0.40 0.40 0.90 0.65 0.40 0.40 1.05 0.64 0.40 

 
MEASUREMENT RESULTS –  

Position Antenna Maxima Antenna Maxima SAR1 SAR2 SAR Total 
X Y Z X Y Z 

Bottom1 B1 -25.00 46.00 -0.91 B2 -20.00 -56.00 -0.68 1.09 1.12 2.21 
Back1 T1 39.43 71.40 -2.19 T2 -40.99 102.00 -2.04 0.83 1.13 1.96 
Back2 B1 -43.50 -90.50 -0.29 B2 48.00 -98.00 -1.70 1.02 1.09 2.11 
Front B3 43.94 -102.99 -2.28 B4 -44.07 -97.97 -2.02 1.05 0.64 1.69 

Bottom WiFi -5.00 5.00 -3.57 B2 -20.00 -56.00 -0.68 0.83 1.12 1.95 
 Body 

1.6 W/kg (mW/g) 
averaged over 1 gram 

Bottom1 – 102.12 mm SPLSR=0.03 
Back1 – 86.05 mm SPLSR=0.03 
Back2 – 91.82 mm SPLSR=0.03 
Front – 88.15 mm  SPLSR=0.02 
Bottom2 – 62.88 mm SPLSR=0.04   
 
Simultaneous Separation Ratio Calculation 
 
(SAR1 + SAR2)1.5/Ri ≤ 0.04 rounded to two digits 
 
 
Simultaneous Separation Ratio Calculation 
 
(SAR1 + SAR2)1.5/Ri ≤ 0.04 rounded to two digits 
 
(1.09 + 1.12)1.5/102.12 = 0.03, for the Bottom1 
(0.83 + 1.13)1.5/86.05 = 0.03, for the Back1 
(1.02 + 1.09)1.5/91.82 = 0.03, for the Back2 
(1.05 + 0.64)1.5/88.15 = 0.02, for the Front 
(0.83 + 1.12)1.5/62.88 = 0.04, for the Bottom2 
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12. Test Equipment List 
 

Table 12.1 Equipment Specifications 
Type Calibration Due Date Calibration Done Date Serial Number 
Staubli Robot TX60L N/A N/A F07/55M6A1/A/01 
Measurement Controller CS8c N/A N/A 1012 
ELI4 & ELI5 Flat Phantom N/A N/A 1065, 2037, 1251 
Device Holder N/A N/A N/A 
Data Acquisition Electronics 4 08/14/2020 08/14/2019 759 
Data Acquisition Electronics 4 01/10/2020 01/10/2019 1321 
Data Acquisition Electronics 4 04/16/2020 04/16/2019 1416 
SPEAG E-Field Probe EX3DV4 04/24/2020 04/24/2019 3662 
SPEAG E-Field Probe EX3DV4 08/20/2020 08/20/2019 3693 
SPEAG E-Field Probe EX3DV4 06/03/2020 06/03/2019 7531 
Speag Validation Dipole D750V3 07/13/2020 07/13/2018 1016 
Speag Validation Dipole D835V2 07/13/2020 07/13/2018 4d089 
Speag Validation Dipole D1750V2 07/20/2020 07/20/2018 1018 
Speag Validation Dipole D1900V2 07/13/2020 07/13/2018 5d116 
Speag Validation Dipole D2450V2 07/12/2020 07/12/2018 829 
Speag Validation Dipole D2550V2 07/12/2020 07/12/2018 1003 
Speag Validation Dipole D3500V2 04/13/2020 04/13/2018 1061 
Speag Validation Dipole D3700V2 04/13/2020 04/13/2018 1024 
Speag Validation Dipole D5GHzV2 07/19/2020 07/19/2018 1085 
Agilent N1911A Power Meter 04/27/2020 04/27/2019 GB45100254 
Agilent N1922A Power Sensor 04/27/2020 04/27/2019 MY45240464 
Advantest R3261A Spectrum Analyzer 03/25/2020 03/25/2019 31720068 
Agilent (HP) 8350B Signal Generator  03/20/2020 03/20/2019 2749A10226 
Agilent (HP) 83525A RF Plug-In  03/20/2020 03/20/2019 2647A01172 
Agilent (HP) 8753C Vector Network Analyzer 03/20/2020 03/20/2019 3135A01724 
Agilent (HP) 85047A S-Parameter Test Set 03/20/2020 03/20/2019 2904A00595 
Agilent (HP) 8960 Base Station Sim. 03/19/2020 03/19/2019 MY48360364 
Anritsu MT8820C 01/26/2020 01/26/2019 6201176199 
Agilent 778D Dual Directional Coupler N/A N/A MY48220184 
MiniCircuits BW-N20W5+ Fixed 20 dB 
Attenuator 

N/A N/A N/A 

MiniCircuits SPL-10.7+ Low Pass Filter N/A N/A R8979513746 
Aprel Dielectric Probe Assembly N/A N/A 0011 
Head Equivalent Matter (750 MHz) N/A N/A N/A 
Head Equivalent Matter (835 MHz) N/A N/A N/A 
Head Equivalent Matter (1750 MHz) N/A N/A N/A 
Head Equivalent Matter (1900 MHz) N/A N/A N/A 
Head Equivalent Matter (2450 MHz) N/A N/A N/A 
Head Equivalent Matter (2550 MHz) N/A N/A N/A 
Head Equivalent Matter (3-6 GHz) N/A N/A N/A 
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13. Conclusion 
The SAR measurement indicates that the EUT complies with the RF radiation exposure 
limits of the FCC/IC. These measurements are taken to simulate the RF effects 
exposure under worst-case conditions. Precise laboratory measures were taken to 
assure repeatability of the tests. The tested device complies with the requirements in 
respect to all parameters subject to the test. The test results and statements relate only 
to the item(s) tested. 
 
Please note that the absorption and distribution of electromagnetic energy in the body is 
a very complex phenomena that depends on the mass, shape, and size of the body; the 
orientation of the body with respect to the field vectors; and, the electrical properties of 
both the body and the environment. Other variables that may play a substantial role in 
possible biological effects are those that characterize the environment (e.g. ambient 
temperature, air velocity, relative humidity, and body insulation) and those that 
characterize the individual (e.g. age, gender, activity level, debilitation, or disease). 
Because innumerable factors may interact to determine the specific biological outcome 
of an exposure to electromagnetic fields, any protection guide shall consider maximal 
amplification of biological effects as a result of field-body interactions, environmental 
conditions, and physiological variables.  
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Appendix A – System Validation Plots and Data 
************************************************************ 
Test Result for UIM Dielectric Parameter  
Mon 07/Oct/2019 
Freq Frequency(GHz) 
FCC_eH Limits for Head Epsilon 
FCC_sH Limits for Head Sigma 
Test_e Epsilon  of  UIM 
Test_s Sigma of UIM 
************************************************************ 
Freq  FCC_eH FCC_sH Test_e Test_s 
0.7000  42.20 0.89 41.76 0.86 
0.7040  42.18 0.89 41.732 0.864* 
0.7075  42.163 0.89 41.708 0.868* 
0.7100  42.15 0.89 41.69 0.87 
0.7110  42.10 0.89 41.685 0.871* 
0.7200  42.10 0.89 41.64 0.88 
0.7300  42.05 0.89 41.57 0.89 
0.7400  41.99 0.89 41.51 0.89 
0.7500  41.94 0.89 41.46 0.90 
0.7600  41.89 0.89 41.40 0.91 
0.7700  41.84 0.89 41.34 0.92 
0.7800  41.79 0.90 41.28 0.92 
0.7820  41.778 0.90 41.268 0.922* 
0.7900  41.73 0.90 41.22 0.93 
 
* value interpolated 

 
 

************************************************************ 
Test Result for UIM Dielectric Parameter  
Wed 16/Oct/2019 
Freq Frequency(GHz) 
FCC_eH Limits for Head Epsilon 
FCC_sH Limits for Head Sigma 
Test_e Epsilon  of  UIM 
Test_s Sigma of UIM 
************************************************************ 
Freq  FCC_eH FCC_sH Test_e Test_s 
0.7000  42.20 0.89 41.49 0.85 
0.7040  42.18 0.89 41.462 0.854* 
0.7075  42.163 0.89 41.438 0.858* 
0.7100  42.15 0.89 41.42 0.86 
0.7110  42.145 0.89 41.415 0.861* 
0.7200  42.10 0.89 41.37 0.87 
0.7300  42.05 0.89 41.30 0.88 
0.7400  41.99 0.89 41.24 0.88 
0.7500  41.94 0.89 41.19 0.89 
0.7600  41.89 0.89 41.13 0.90 
0.7700  41.84 0.89 41.07 0.91 
0.7800  41.79 0.90 41.01 0.91 
0.7820  41.778 0.90 40.998 0.912* 
0.7900  41.73 0.90 40.95 0.92 
0.7930  41.715 0.90 40.938 0.92* 
0.8000  41.68 0.90 40.91 0.92 
 
* value interpolated 
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************************************************************ 
Test Result for UIM Dielectric Parameter  
Thu 10/Oct/2019 
Freq Frequency(GHz) 
eH Limits for Head Epsilon 
sH Limits for Head Sigma 
Test_e Epsilon  of  UIM 
Test_s Sigma of UIM 
************************************************************ 
Freq  eH sH Test_e Test_s 
0.8000  41.68 0.90 41.52 0.89 
0.8100  41.63 0.90 41.47 0.90 
0.8190  41.585 0.90 41.416 0.909* 
0.8200  41.58 0.90 41.41 0.91 
0.8264  41.548 0.90 41.442 0.91* 
0.8300  41.53 0.90 41.46 0.91 
0.8315  41.526 0.902 41.456 0.912* 
0.8350  41.515 0.905 41.445 0.915* 
0.8366  41.51 0.907 41.44 0.917* 
0.8400  41.50 0.91 41.43 0.92 
0.8440  41.50 0.914 41.422 0.924* 
0.8466  41.50 0.917 41.417 0.927* 
0.8500  41.50 0.92 41.41 0.93 
0.8600  41.50 0.93 41.39 0.94 
0.8700  41.50 0.94 41.38 0.95 
 
* value interpolated 

 
 

************************************************************ 
Test Result for UIM Dielectric Parameter  
Thu 17/Oct/2019 
Freq Frequency(GHz) 
eH Limits for Head Epsilon 
sH Limits for Head Sigma 
Test_e Epsilon  of  UIM 
Test_s Sigma of UIM 
************************************************************ 
Freq  eH sH Test_e Test_s 
0.8000  41.68 0.90 41.20 0.90 
0.8100  41.63 0.90 41.15 0.91 
0.8190  41.585 0.90 41.096 0.919* 
0.8200  41.58 0.90 41.09 0.92 
0.8264  41.548 0.90 41.122 0.92* 
0.8300  41.53 0.90 41.14 0.92 
0.8315  41.526 0.902 41.136 0.922* 
0.8350  41.515 0.905 41.125 0.925* 
0.8366  41.51 0.907 41.12 0.927* 
0.8400  41.50 0.91 41.11 0.93 
0.8440  41.50 0.914 41.102 0.934* 
0.8466  41.50 0.917 41.097 0.937* 
0.8500  41.50 0.92 41.09 0.94 
0.8600  41.50 0.93 41.07 0.95 
0.8700  41.50 0.94 41.06 0.96 
 
* value interpolated 
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************************************************************ 
Test Result for UIM Dielectric Parameter  
Tue 15/Oct/2019 
Freq Frequency(GHz) 
eH Limits for Head Epsilon 
sH Limits for Head Sigma 
Test_e Epsilon  of  UIM 
Test_s Sigma of UIM 
************************************************************ 
Freq  eH sH Test_e Test_s 
1.7000  40.16 1.34 40.03 1.35 
1.7100  40.14 1.35 40.01 1.36 
1.7124  40.138 1.35 40.005 1.362* 
1.7200  40.13 1.35 39.99 1.37 
1.7300  40.11 1.36 39.97 1.37 
1.7326  40.105 1.363 39.965 1.373* 
1.7400  40.09 1.37 39.95 1.38 
1.7450  40.085 1.37 39.94 1.385* 
1.7500  40.08 1.37 39.93 1.39 
1.7526  40.075 1.373 39.925 1.393* 
1.7600  40.06 1.38 39.91 1.40 
1.7700  40.05 1.38 39.89 1.41 
1.7800  40.03 1.39 39.87 1.41 
1.7900  40.02 1.39 39.85 1.42 
 
* value interpolated 

 
 

************************************************************ 
Test Result for UIM Dielectric Parameter  
Sat 19/Oct/2019 
Freq Frequency(GHz) 
eH Limits for Head Epsilon 
sH Limits for Head Sigma 
Test_e Epsilon  of  UIM 
Test_s Sigma of UIM 
************************************************************ 
Freq  eH sH Test_e Test_s 
1.7000  40.16 1.34 39.71 1.38 
1.7100  40.14 1.35 39.69 1.39 
1.7124  40.138 1.35 39.685 1.392* 
1.7200  40.13 1.35 39.67 1.40 
1.7300  40.11 1.36 39.65 1.40 
1.7326  40.105 1.363 39.645 1.403* 
1.7400  40.09 1.37 39.63 1.41 
1.7450  40.085 1.37 39.62 1.415* 
1.7500  40.08 1.37 39.61 1.42 
1.7526  40.075 1.373 39.605 1.423* 
1.7600  40.06 1.38 39.59 1.43 
1.7700  40.05 1.38 39.57 1.44 
1.7800  40.03 1.39 39.55 1.44 
1.7900  40.02 1.39 39.53 1.45 
 
* value interpolated 
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************************************************************ 
Test Result for UIM Dielectric Parameter  
Sat 19/Oct/2019 
Freq Frequency(GHz) 
FCC_eH Limits for Head Epsilon 
FCC_sH Limits for Head Sigma 
Test_e Epsilon  of  UIM 
Test_s Sigma of UIM 
************************************************************ 
Freq  FCC_eH FCC_sH Test_e Test_s 
1.8500  40.00 1.40 40.43 1.38 
1.8524  40.00 1.40 40.425 1.382* 
1.8600  40.00 1.40 40.41 1.39 
1.8700  40.00 1.40 40.39 1.40 
1.8800  40.00 1.40 40.38 1.41 
1.8900  40.00 1.40 40.37 1.41 
1.9000  40.00 1.40 40.37 1.43 
1.9076  40.00 1.40 40.355 1.438* 
1.9100  40.00 1.40 40.35 1.44 
 
*value interpolated 

 
 

************************************************************ 
Test Result for UIM Dielectric Parameter  
Mon 21/Oct/2019 
Freq Frequency(GHz) 
eH Limits for Head Epsilon 
sH Limits for Head Sigma 
Test_e Epsilon  of  UIM 
Test_s Sigma of UIM 
************************************************************ 
Freq  eH sH Test_e Test_s 
1.8500  40.00 1.40 39.97 1.37 
1.8524  40.00 1.40 39965 1.372* 
1.8600  40.00 1.40 39.95 1.38 
1.8700  40.00 1.40 39.93 1.38 
1.8800  40.00 1.40 39.91 1.39 
1.8900  40.00 1.40 39.89 1.39 
1.9000  40.00 1.40 39.87 1.39 
1.9076  40.00 1.40 39.855 1.398* 
1.9100  40.00 1.40 39.85 1.40 
 
* value interpolated 

 
 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 



  Report Number: SAR.20191024 

© 2019 RF Exposure Lab, LLC  Page 177 of 356 
This report shall not be reproduced except in full without the written approval of RF Exposure Lab, LLC.  

************************************************************ 
Test Result for UIM Dielectric Parameter  
Wed 23/Oct/2019 
Freq Frequency(GHz) 
FCC_eH Limits for Head Epsilon 
FCC_sH Limits for Head Sigma 
Test_e Epsilon  of  UIM 
Test_s Sigma of UIM 
************************************************************ 
Freq  FCC_eH FCC_sH Test_e Test_s 
2.4900  39.15 1.84 39.09 1.86 
2.5000  39.14 1.85 39.07 1.87 
2.5060  39.128 1.862 39.052 1.876* 
2.5100  39.12 1.87 39.04 1.88 
2.5200  39.11 1.88 39.02 1.90 
2.5300  39.10 1.89 39.00 1.91 
2.5350  39.095 1.895 38.985 1.915* 
2.5400  39.09 1.90 38.97 1.92 
2.5500  39.07 1.91 38.95 1.94 
2.5600  39.06 1.92 38.93 1.95 
2.5700  39.05 1.93 38.90 1.96 
2.5800  39.03 1.94 38.88 1.98 
2.5900  39.02 1.95 38.85 1.99 
2.5930  39.017 1.953 38.853 1.99* 
2.6000  39.01 1.96 38.86 1.99 
2.6100  39.00 1.97 38.84 2.00 
2.6200  38.98 1.99 38.83 2.01 
2.6300  38.97 2.00 38.81 2.02 
2.6400  38.96 2.01 38.79 2.03 
2.6500  38.95 2.02 38.77 2.04 
2.6600  38.93 2.03 38.76 2.05 
2.6700  38.92 2.04 38.74 2.06 
2.6800  38.91 2.05 38.72 2.07 
2.6900  38.89 2.06 38.70 2.08 
2.7000  38.88 2.07 38.69 2.09 
 
* value interpolated 
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************************************************************ 
Test Result for UIM Dielectric Parameter  
Wed 23/Oct/2019 
Freq Frequency(GHz) 
FCC_eH Limits for Head Epsilon 
FCC_sH Limits for Head Sigma 
Test_e Epsilon  of  UIM 
Test_s Sigma of UIM 
************************************************************ 
Freq  FCC_eH FCC_sH Test_e Test_s 
2.4900  39.15 1.84 39.02 1.84 
2.5000  39.14 1.85 39.01 1.85 
2.5060  39.128 1.862 39.004 1.862* 
2.5100  39.12 1.87 39.00 1.87 
2.5200  39.11 1.88 38.98 1.89 
2.5300  39.10 1.89 38.97 1.90 
2.5350  39.095 1.895 38.965 1.905* 
2.5400  39.09 1.90 38.96 1.91 
2.5500  39.07 1.91 38.94 1.92 
2.5600  39.06 1.92 38.93 1.93 
2.5700  39.05 1.93 38.92 1.94 
2.5800  39.03 1.94 38.90 1.95 
2.5900  39.02 1.95 38.89 1.96 
2.5930  39.017 1.953 38.887 1.963* 
2.6000  39.01 1.96 38.88 1.97 
2.6100  39.00 1.97 38.86 1.98 
2.6200  38.98 1.99 38.84 1.99 
2.6300  38.97 2.00 38.82 2.00 
2.6400  38.96 2.01 38.80 2.01 
2.6500  38.95 2.02 38.78 2.02 
2.6600  38.93 2.03 38.75 2.03 
2.6700  38.92 2.04 38.73 2.04 
2.6800  38.91 2.05 38.71 2.05 
2.6900  38.89 2.06 38.68 2.06 
2.7000  38.88 2.07 38.66 2.07 
 
* value interpolated 
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************************************************************ 
Test Result for UIM Dielectric Parameter  
Fri 25/Oct/2019 
Freq Frequency(GHz) 
FCC_eH Limits for Head Epsilon 
FCC_sH Limits for Head Sigma 
Test_e Epsilon  of  UIM 
Test_s Sigma of UIM 
************************************************************ 
Freq  FCC_eH FCC_sH Test_e Test_s 
3.5000  37.93 2.91 37.41 2.92 
3.5100  37.92 2.92 37.40 2.93 
3.5200  37.91 2.93 37.39 2.94 
3.5300  37.89 2.94 37.37 2.95 
3.5400  37.88 2.95 37.35 2.96 
3.5500  37.87 2.96 37.34 2.97 
3.5600  37.86 2.97 37.33 2.98 
3.5700  37.85 2.98 37.31 2.99 
3.5800  37.84 2.99 37.29 3.00 
3.5900  37.83 3.00 37.28 3.01 
3.6000  37.81 3.02 37.26 3.02 
3.6100  37.80 3.03 37.24 3.03 
3.6200  37.79 3.04 37.23 3.04 
3.6250  37.785 3.045 37.225 3.045* 
3.6300  37.78 3.05 37.22 3.05 
3.6400  37.77 3.06 37.20 3.06 
3.6500  37.76 3.07 37.19 3.07 
3.6600  37.74 3.08 37.18 3.08 
3.6700  37.73 3.09 37.16 3.09 
3.6800  37.72 3.10 37.15 3.10 
3.6900  37.71 3.11 37.14 3.11 
3.7000  37.70 3.13 37.12 3.12 
3.7100  37.69 3.14 37.11 3.13 
 
* value interpolated 
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************************************************************ 
Test Result for UIM Dielectric Parameter  
Mon 28/Oct/2019 
Freq Frequency(GHz) 
FCC_eH Limits for Head Epsilon 
FCC_sH Limits for Head Sigma 
Test_e Epsilon  of  UIM 
Test_s Sigma of UIM 
************************************************************ 
Freq  FCC_eH FCC_sH Test_e Test_s 
3.5000  37.93 2.91 37.59 2.93 
3.5100  37.92 2.92 37.58 2.94 
3.5200  37.91 2.93 37.57 2.95 
3.5300  37.89 2.94 37.55 2.96 
3.5400  37.88 2.95 37.53 2.97 
3.5500  37.87 2.96 37.52 2.98 
3.5600  37.86 2.97 37.51 2.99 
3.5700  37.85 2.98 37.49 3.00 
3.5800  37.84 2.99 37.47 3.01 
3.5900  37.83 3.00 37.46 3.02 
3.6000  37.81 3.02 37.44 3.03 
3.6100  37.80 3.03 37.42 3.04 
3.6200  37.79 3.04 37.41 3.05 
3.6250  37.785 3.045 37.405 3.055* 
3.6300  37.78 3.05 37.40 3.06 
3.6400  37.77 3.06 37.38 3.07 
3.6500  37.76 3.07 37.37 3.08 
3.6600  37.74 3.08 37.36 3.09 
3.6700  37.73 3.09 37.34 3.10 
3.6800  37.72 3.10 37.33 3.11 
3.6900  37.71 3.11 37.32 3.12 
3.7000  37.70 3.13 37.30 3.13 
3.7100  37.69 3.14 37.29 3.14 
 
* value interpolated 

 
 

************************************************************ 
Test Result for UIM Dielectric Parameter  
Fri 25/Oct/2019 
Freq Frequency(GHz) 
FCC_eH Limits for Head Epsilon 
FCC_sH Limits for Head Sigma 
Test_e Epsilon  of  UIM 
Test_s Sigma of UIM 
************************************************************ 
Freq  FCC_eH FCC_sH Test_e Test_s 
2.4100  39.26 1.76 39.06 1.79 
2.4120  39.258 1.762 39.056 1.792* 
2.4200  39.25 1.77 39.04 1.80 
2.4300  39.24 1.78 39.02 1.81 
2.4370  39.226 1.787 39.013 1.824* 
2.4400  39.22 1.79 39.01 1.83 
2.4420  39.216 1.792 39.00 1.832* 
2.4500  39.20 1.80 38.96 1.84 
2.4600  39.19 1.81 38.96 1.85 
2.4620  39.186 1.812 38.956 1.852* 
2.4700  39.17 1.82 38.94 1.86 
2.4720  39.168 1.822 38.936 1.866* 
2.4800  39.16 1.83 38.92 1.89 
 
* value interpolated 
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************************************************************ 
Test Result for UIM Dielectric Parameter  
Fri 25/Oct/2019 
Freq Frequency(GHz) 
FCC_eH Limits for Head Epsilon 
FCC_sH Limits for Head Sigma 
Test_e Epsilon  of  UIM 
Test_s Sigma of UIM 
************************************************************ 
Freq  FCC_eH FCC_sH Test_e Test_s 
5.1000  36.10 4.55 36.12 4.64 
5.1200  36.08 4.57 36.10 4.66 
5.1400  36.05 4.59 36.07 4.68 
5.1600  36.03 4.61 36.05 4.71 
5.1800  36.01 4.63 36.03 4.73 
5.2000  35.99 4.65 36.00 4.75 
5.2200  35.96 4.68 35.98 4.77 
5.2400  35.94 4.70 35.96 4.79 
5.2500  35.93 4.71 35.945 4.805* 
5.2600  35.92 4.72 35.93 4.82 
5.2800  35.89 4.74 35.90 4.84 
5.3000  35.87 4.76 35.87 4.86 
5.3200  35.85 4.78 35.85 4.88 
5.3400  35.83 4.80 35.83 4.91 
5.3600  35.80 4.82 35.81 4.93 
5.3800  35.78 4.84 35.78 4.95 
5.4000  35.76 4.86 35.76 4.97 
5.4200  35.73 4.88 35.74 5.00 
5.4400  35.71 4.90 35.73 5.02 
5.4600  35.69 4.92 35.70 5.04 
5.4800  35.67 4.94 35.67 5.06 
5.5000  35.64 4.96 35.64 5.08 
5.5200  35.62 4.98 35.62 5.10 
5.5400  35.60 5.00 35.60 5.12 
5.5600  35.57 5.02 35.58 5.15 
5.5800  35.55 5.04 35.55 5.17 
5.6000  35.53 5.07 35.53 5.19 
5.6200  35.51 5.09 35.50 5.21 
5.6400  35.48 5.11 35.48 5.24 
5.6600  35.46 5.13 35.46 5.26 
5.6800  35.44 5.15 35.44 5.28 
5.7000  35.41 5.17 35.41 5.30 
5.7200  35.39 5.19 35.39 5.33 
5.7400  35.37 5.21 35.37 5.35 
5.7450  35.365 5.215 35.365 5.355* 
5.7500  35.36 5.22 35.36 5.36* 
5.7600  35.35 5.23 35.35 5.37 
5.7800  35.32 5.25 35.33 5.39 
5.7850  35.315 5.255 35.32 5.395* 
5.8000  35.30 5.27 35.29 5.41 
5.8200  35.28 5.29 35.27 5.44 
5.8250  35.273 5.295 35.265 5.445* 
5.8400  35.25 5.31 35.25 5.46 
5.8600  35.23 5.33 35.23 5.48 
 
* value interpolated 
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RF Exposure Lab 

Plot 1  
DUT: Dipole 750 MHz D750V3; Type: D750V3; Serial: D750V3 - SN 1016 
  
Communication System: CW; Frequency: 750 MHz; Duty Cycle: 1:1 
Medium: HSL750; Medium parameters used (interpolated): f = 750 MHz; σ = 0.9 S/m; εr = 41.46; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/7/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  
Probe: EX3DV4 - SN3662; ConvF(9.57, 9.57, 9.57); Calibrated: 4/24/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1416; Calibrated: 4/16/2019 
Phantom: ELI v5.0; Type: QDOVA002AA; Serial: 2037 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
750 MHz Head/Verification/Area Scan (41x121x1): Interpolated grid: dx=1.500 mm, dy=1.500 mm 
Maximum value of SAR (interpolated) = 0.883 W/kg 
 
750 MHz Head/Verification /Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 
Reference Value = 31.949 V/m; Power Drift = -0.03 dB 
Peak SAR (extrapolated) = 1.691 mW/g 
Pin= 100 mW 
SAR(1 g) = 0.828 mW/g; SAR(10 g) = 0.532 mW/g 
Maximum value of SAR (measured) = 0.888 W/kg 
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RF Exposure Lab 

Plot 2  
DUT: Dipole 750 MHz D750V3; Type: D750V3; Serial: D750V3 - SN 1016 
  
Communication System: CW; Frequency: 750 MHz; Duty Cycle: 1:1 
Medium: HSL750; Medium parameters used (interpolated): f = 750 MHz; σ = 0.89 S/m; εr = 41.19; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/16/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  
Probe: EX3DV4 - SN3693; ConvF(9.52, 9.52, 9.52); Calibrated: 8/20/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1321; Calibrated: 1/10/2019 
Phantom: ELI v4.0; Type: QDOVA001BB; Serial: 1065 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
750 MHz Head/Verification/Area Scan (41x121x1): Interpolated grid: dx=1.500 mm, dy=1.500 mm 
Maximum value of SAR (interpolated) = 0.883 W/kg 
 
750 MHz Head/Verification /Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 
Reference Value = 31.949 V/m; Power Drift = -0.03 dB 
Peak SAR (extrapolated) = 1.691 mW/g 
Pin= 100 mW 
SAR(1 g) = 0.826 mW/g; SAR(10 g) = 0.530 mW/g 
Maximum value of SAR (measured) = 0.888 W/kg 
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RF Exposure Lab 

 Plot 3 
DUT: Dipole 835 MHz D835V2; Type: D835V2; Serial: D835V2 - SN:4d089 
  
Communication System: CW; Frequency: 835 MHz; Duty Cycle: 1:1 
Medium: HSL835; Medium parameters used (interpolated): f = 835 MHz; σ = 0.915 S/m; εr = 41.445; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/10/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  
Probe: EX3DV4 - SN3662; ConvF(9.12, 9.12, 9.12); Calibrated: 4/24/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1416; Calibrated: 4/16/2019 
Phantom: ELI v5.0; Type: QDOVA002AA; Serial: 2037 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
835 MHz/Verification/Area Scan (5x11x1): Measurement grid: dx=15mm, dy=15mm 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 1.19 W/kg 
 
835 MHz/Verification/Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 
Reference Value = 31.568 V/m; Power Drift = -0.02 dB 
Peak SAR (extrapolated) = 1.43 W/kg 
SAR(1 g) = 0.941 W/kg; SAR(10 g) = 0.612 W/kg 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 1.2 W/kg 
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RF Exposure Lab 

 Plot 4 
DUT: Dipole 835 MHz D835V2; Type: D835V2; Serial: D835V2 - SN:4d089 
  
Communication System: CW; Frequency: 835 MHz; Duty Cycle: 1:1 
Medium: HSL835; Medium parameters used (interpolated): f = 835 MHz; σ = 0.925 S/m; εr = 41.125; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/17/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  
Probe: EX3DV4 - SN3693; ConvF(9.14, 9.14, 9.14); Calibrated: 8/20/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1321; Calibrated: 1/10/2019 
Phantom: ELI v4.0; Type: QDOVA001BB; Serial: 1065 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
835 MHz/Verification/Area Scan (5x11x1): Measurement grid: dx=15mm, dy=15mm 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 1.19 W/kg 
 
835 MHz/Verification/Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 
Reference Value = 31.568 V/m; Power Drift = -0.02 dB 
Peak SAR (extrapolated) = 1.43 W/kg 
SAR(1 g) = 0.943 W/kg; SAR(10 g) = 0.611 W/kg 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 1.2 W/kg 
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RF Exposure Lab 

Plot 5  
DUT: Dipole 1750 MHz D1750V2; Type: D1750V2; Serial: D1750V2 - SN:1018 
  
Communication System: CW; Frequency: 1750 MHz; Duty Cycle: 1:1 
Medium: HSL1750; Medium parameters used: f = 1750 MHz; σ = 1.39 S/m; εr = 39.93; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/15/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  
Probe: EX3DV4 - SN3662; ConvF(8.23, 8.23, 8.23); Calibrated: 4/24/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1416; Calibrated: 4/16/2019 
Phantom: ELI v5.0; Type: QDOVA002AA; Serial: 2037 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
1750 MHz/Verification/Area Scan (5x7x1): Measurement grid: dx=15mm, dy=15mm 
Maximum value of SAR (measured) = 5.33 W/kg 
 
1750 MHz/Verification/Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 
Reference Value = 31.227 V/m; Power Drift = -0.01 dB 
Peak SAR (extrapolated) = 6.89 W/kg 
SAR(1 g) = 3.71 W/kg; SAR(10 g) = 1.91 W/kg 
Maximum value of SAR (measured) = 5.49 W/kg 
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RF Exposure Lab 

Plot 6  
DUT: Dipole 1750 MHz D1750V2; Type: D1750V2; Serial: D1750V2 - SN:1018 
  
Communication System: CW; Frequency: 1750 MHz; Duty Cycle: 1:1 
Medium: HSL1750; Medium parameters used: f = 1750 MHz; σ = 1.42 S/m; εr = 39.61; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/19/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  
Probe: EX3DV4 - SN3693; ConvF(7.97, 7.97, 7.97); Calibrated: 8/20/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1321; Calibrated: 1/10/2019 
Phantom: ELI v4.0; Type: QDOVA001BB; Serial: 1065 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
1750 MHz/Verification/Area Scan (5x7x1): Measurement grid: dx=15mm, dy=15mm 
Maximum value of SAR (measured) = 5.33 W/kg 
 
1750 MHz/Verification/Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 
Reference Value = 31.227 V/m; Power Drift = -0.01 dB 
Peak SAR (extrapolated) = 6.89 W/kg 
SAR(1 g) = 3.69 W/kg; SAR(10 g) = 1.92 W/kg 
Maximum value of SAR (measured) = 5.49 W/kg 
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RF Exposure Lab 

Plot 7  
DUT: Dipole 1900 MHz D1900V2; Type: D1900V2; Serial: D1900V2 - SN:5d116 
  
Communication System: CW; Frequency: 1900 MHz; Duty Cycle: 1:1 
Medium: HSL1900; Medium parameters used: f = 1900 MHz; σ = 1.43 S/m; εr = 40.37; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/19/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  
Probe: EX3DV4 - SN3662; ConvF(7.9, 7.9, 7.9); Calibrated: 4/24/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1416; Calibrated: 4/16/2019 
Phantom: ELI v5.0; Type: QDOVA002AA; Serial: 2037 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
1900 MHz/Verification/Area Scan (5x7x1): Measurement grid: dx=15mm, dy=15mm 
Maximum value of SAR (measured) = 5.52 W/kg 
 
1900 MHz/Verification/Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 
Reference Value = 32.186 V/m; Power Drift = -0.03 dB 
Peak SAR (extrapolated) = 7.25 W/kg 
SAR(1 g) = 4.12 W/kg; SAR(10 g) = 2.15 W/kg 
Maximum value of SAR (measured) = 5.79 W/kg 
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RF Exposure Lab 

Plot 8  
DUT: Dipole 1900 MHz D1900V2; Type: D1900V2; Serial: D1900V2 - SN:5d116 
  
Communication System: CW; Frequency: 1900 MHz; Duty Cycle: 1:1 
Medium: HSL1900; Medium parameters used: f = 1900 MHz; σ = 1.39 S/m; εr = 39.87; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/21/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  
Probe: EX3DV4 - SN3693; ConvF(7.53, 7.53, 7.53); Calibrated: 8/20/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1321; Calibrated: 1/10/2019 
Phantom: ELI v4.0; Type: QDOVA001BB; Serial: 1065 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
1900 MHz/Verification/Area Scan (5x7x1): Measurement grid: dx=15mm, dy=15mm 
Maximum value of SAR (measured) = 5.52 W/kg 
 
1900 MHz/Verification/Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, dy=8mm, dz=5mm 
Reference Value = 32.186 V/m; Power Drift = -0.03 dB 
Peak SAR (extrapolated) = 7.25 W/kg 
SAR(1 g) = 4.11 W/kg; SAR(10 g) = 2.14 W/kg 
Maximum value of SAR (measured) = 5.79 W/kg 
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RF Exposure Lab 

 Plot 9 
DUT: Dipole 2550 MHz D2550V2; Type: D2550V2; Serial: D2550V2 - SN:1003 
  
Communication System: CW; Frequency: 2550 MHz; Duty Cycle: 1:1 
Medium: HSL2550; Medium parameters used: f = 2550 MHz; σ = 1.94 S/m; εr = 38.95; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/23/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  
Probe: EX3DV4 - SN3662; ConvF(7.21, 7.21, 7.21); Calibrated: 4/24/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1416; Calibrated: 4/16/2019 
Phantom: ELI v5.0; Type: QDOVA002AA; Serial: 2037 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
2550 MHz Body/Verification/Area Scan (61x81x1): Interpolated grid: dx=1.000 mm, dy=1.000 mm 
Maximum value of SAR (interpolated) = 9.18 W/kg 
 
2550 MHz Body/Verification/Zoom Scan (7x7x7)/Cube 0: Measurement grid: dx=5mm, dy=5mm, dz=5mm 
Reference Value = 54.541 V/m; Power Drift = -0.02 dB 
Peak SAR (extrapolated) = 11.5 W/kg 
SAR(1 g) = 5.71 W/kg; SAR(10 g) = 2.56 W/kg 
Maximum value of SAR (measured) = 8.98 W/kg 
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RF Exposure Lab 

Plot 10  
DUT: Dipole 2550 MHz D2550V2; Type: D2550V2; Serial: D2550V2 - SN: 1003 
  
Communication System: CW; Frequency: 2550 MHz; Duty Cycle: 1:1 
Medium: HSL2550; Medium parameters used: f = 2550 MHz; σ = 1.92 S/m; εr = 38.94; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/23/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  
Probe: EX3DV4 - SN3693; ConvF(6.73, 6.73, 6.73); Calibrated: 8/20/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1321; Calibrated: 1/10/2019 
Phantom: ELI v4.0; Type: QDOVA001AA; Serial: 1065 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
2550 MHz Head/Verification/Area Scan (61x101x1): Interpolated grid: dx=1.200 mm, dy=1.200 mm 
Maximum value of SAR (interpolated) = 8.87 W/kg 
 
2550 MHz Head/Verification/Zoom Scan (7x7x7)/Cube 0: Measurement grid: dx=5mm, dy=5mm, dz=5mm 
Reference Value = 54.368 V/m; Power Drift = -0.02 dB 
Peak SAR (extrapolated) = 10.95 W/kg 
Pin= 100 mW 
SAR(1 g) = 5.64 W/kg; SAR(10 g) = 2.58 W/kg 
Maximum value of SAR (measured) = 8.95 W/kg 

  
  

  

   



  Report Number: SAR.20191024 

© 2019 RF Exposure Lab, LLC  Page 201 of 356 
This report shall not be reproduced except in full without the written approval of RF Exposure Lab, LLC.  

 



  Report Number: SAR.20191024 

© 2019 RF Exposure Lab, LLC  Page 202 of 356 
This report shall not be reproduced except in full without the written approval of RF Exposure Lab, LLC.  

RF Exposure Lab 

Plot 11  
DUT: Dipole D3500V2; Type: D3500V2; Serial: D3500V2 - SN: 1061 
  
Communication System: CW; Frequency: 3500 MHz; Duty Cycle: 1:1 
Medium: HSL 3-6 GHz; Medium parameters used: f = 3500 MHz; σ = 2.93 S/m; εr = 37.59; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/28/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  
Probe: EX3DV4 - SN3662; ConvF(7.07, 7.07, 7.07); Calibrated: 4/24/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1416; Calibrated: 4/16/2019 
Phantom: ELI v5.0; Type: QDOVA002AA; Serial: 2037 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
3500 MHz Head/Verification/Area Scan (7x9x1): Measurement grid: dx=10mm, dy=10mm 
Maximum value of SAR (measured) = 1.68 W/kg 
 
3500 MHz Head/Verification/Zoom Scan (7x7x7)/Cube 0: Measurement grid: dx=4mm, dy=4mm, dz=4mm 
Reference Value = 11.892 V/m; Power Drift = -0.01 dB 
Peak SAR (extrapolated) = 3.63 W/kg 
Pin= 10 mW 
SAR(1 g) = 0.695 W/kg; SAR(10 g) = 0.265 W/kg 
Maximum value of SAR (measured) = 1.70 W/kg 
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RF Exposure Lab 

 Plot 12 
DUT: Dipole D3700V2; Type: D3700V2; Serial: D3700V2 - SN:1024 
  
Communication System: CW; Frequency: 3700 MHz; Duty Cycle: 1:1 
Medium: HSL 3-6 GHz; Medium parameters used: f = 3700 MHz; σ = 3.13 S/m; εr = 37.3; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/28/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  
Probe: EX3DV4 - SN3662; ConvF(6.92, 6.92, 6.92); Calibrated: 4/24/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1416; Calibrated: 4/16/2019 
Phantom: ELI v5.0; Type: QDOVA002AA; Serial: 2037 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
3700 MHz Head/Verification/Area Scan (61x81x1): Interpolated grid: dx=1.000 mm, dy=1.000 mm 
Maximum value of SAR (interpolated) = 1.68 W/kg 
 
3700 MHz Head/Verification/Zoom Scan (7x7x12)/Cube 0: Measurement grid: dx=4mm, dy=4mm, dz=2mm 
Reference Value = 55.852 V/m; Power Drift = -0.01 dB 
Peak SAR (extrapolated) = 3.37 W/kg 
SAR(1 g) = 0.712 W/kg; SAR(10 g) = 0.258 W/kg 
Maximum value of SAR (measured) = 1.71 W/kg 
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RF Exposure Lab 

Plot 13  
DUT: Dipole D3500V2; Type: D3500V2; Serial: D3500V2 - SN:1061 
  
Communication System: CW; Frequency: 3500 MHz; Duty Cycle: 1:1 
Medium: HSL 3-6 GHz; Medium parameters used: f = 3500 MHz; σ = 2.92 S/m; εr = 37.41; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/25/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  
Probe: EX3DV4 - SN3693; ConvF(6.58, 6.58, 6.58); Calibrated: 8/20/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1321; Calibrated: 1/10/2019 
Phantom: ELI v4.0; Type: QDOVA001BB; Serial: 1065 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
3500 MHz Body/Verification/Area Scan (7x9x1): Measurement grid: dx=10mm, dy=10mm 
Maximum value of SAR (measured) = 1.64 W/kg 
 
3500 MHz Body/Verification/Zoom Scan (7x7x7)/Cube 0: Measurement grid: dx=4mm, dy=4mm, dz=4mm 
Reference Value = 55.892 V/m; Power Drift = 0.01 dB 
Peak SAR (extrapolated) = 3.63 W/kg 
SAR(1 g) = 0.655 W/kg; SAR(10 g) = 0.245 W/kg 
Maximum value of SAR (measured) = 1.70 W/kg 
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RF Exposure Lab 

Plot 14  
DUT: Dipole D3700V2; Type: D3700V2; Serial: D3700V2 - SN:1024 
  
Communication System: CW; Frequency: 3700 MHz; Duty Cycle: 1:1 
Medium: HSL 3-6 GHz; Medium parameters used: f = 3700 MHz; σ = 3.12 S/m; εr = 37.12; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/25/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  
Probe: EX3DV4 - SN3693; ConvF(6.34, 6.34, 6.34); Calibrated: 8/20/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1321; Calibrated: 1/10/2019 
Phantom: ELI v4.0; Type: QDOVA001BB; Serial: 1065 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
3700 MHz Body/Verification/Area Scan (61x81x1): Interpolated grid: dx=1.000 mm, dy=1.000 mm 
Maximum value of SAR (interpolated) = 1.55 W/kg 
 
3700 MHz Body/Verification/Zoom Scan (7x7x7)/Cube 0: Measurement grid: dx=4mm, dy=4mm, dz=4mm 
Reference Value = 55.759 V/m; Power Drift = -0.04 dB 
Peak SAR (extrapolated) = 3.09 W/kg 
SAR(1 g) = 0.719 W/kg; SAR(10 g) = 0.241 W/kg 
Maximum value of SAR (measured) = 1.58 W/kg 
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RF Exposure Lab 

Plot 15  
DUT: Dipole 2450 MHz D2450V2; Type: D2450V2; Serial: D2450V2 - SN:829 
  
Communication System: CW; Frequency: 2450 MHz; Duty Cycle: 1:1 
Medium: HSL2450; Medium parameters used: f = 2450 MHz; σ = 1.84 S/m; εr = 38.96; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/25/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  
Probe: EX3DV4 – SN7531; ConvF(7.58, 7.58, 7.58); Calibrated: 6/3/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn759; Calibrated: 8/14/2019 
Phantom: ELI v5.0; Type: QDOVA002AA; Serial: 1251 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
2450 MHz Head/Verification/Area Scan (7x9x1): Measurement grid: dx=10mm, dy=10mm 
Maximum value of SAR (measured) = 7.93 W/kg 
 
2450 MHz Head/Verification/Zoom Scan (7x7x7)/Cube 0: Measurement grid: dx=5mm, dy=5mm, dz=5mm 
Reference Value = 58.792 V/m; Power Drift = -0.01 dB 
Peak SAR (extrapolated) = 11.15 W/kg 
SAR(1 g) = 5.29 W/kg; SAR(10 g) = 2.48 W/kg 
Maximum value of SAR (measured) = 8.39 W/kg 
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RF Exposure Lab 

Plot 16 
DUT: Dipole D5GHzV2; Type: D5GHzV2; Serial: D5GHzV2 - SN:1085 
  
Communication System: CW; Frequency: 5250 MHz; Duty Cycle: 1:1 
Medium: HSL3-6GHz; Medium parameters used (interpolated): f = 5250 MHz; σ = 4.805 S/m; εr = 35.945; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/25/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  
Probe: EX3DV4 – SN7531; ConvF(5.24, 5.24, 5.24); Calibrated: 6/3/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn759; Calibrated: 8/14/2019 
Phantom: ELI v5.0; Type: QDOVA002AA; Serial: 1251 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
5250 MHz Head/Verification/Area Scan (7x9x1): Measurement grid: dx=10mm, dy=10mm 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 1.5 W/kg 
 
5250 MHz Head/Verification/Zoom Scan (8x8x15)/Cube 0: Measurement grid: dx=4mm, dy=4mm, dz=2mm 
Reference Value = 58.697 V/m; Power Drift = -0.02 dB 
Peak SAR (extrapolated) = 3.06 W/kg 
SAR(1 g) = 0.841 W/kg; SAR(10 g) = 0.242 W/kg 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 1.96 W/kg 
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RF Exposure Lab 

Plot 17 
DUT: Dipole D5GHzV2; Type: D5GHzV2; Serial: D5GHzV2 - SN:1085 
  
Communication System: CW; Frequency: 5600 MHz; Duty Cycle: 1:1 
Medium: HSL3-6GHz; Medium parameters used: f = 5600 MHz; σ = 5.19 S/m; εr = 35.53; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/25/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  
Probe: EX3DV4 – SN7531; ConvF(4.69, 4.69, 4.69); Calibrated: 6/3/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn759; Calibrated: 8/14/2019 
Phantom: ELI v5.0; Type: QDOVA002AA; Serial: 1251 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
5600 MHz Head/Verification/Area Scan (7x9x1): Measurement grid: dx=10mm, dy=10mm 
Maximum value of SAR (measured) = 1.75 W/kg 
 
5600 MHz Head/Verification/Zoom Scan (8x8x15)/Cube 0: Measurement grid: dx=4mm, dy=4mm, dz=2mm 
Reference Value = 13.798 V/m; Power Drift = -0.01 dB 
Peak SAR (extrapolated) = 3.79 W/kg 
SAR(1 g) = 0.853 W/kg; SAR(10 g) = 0.243 W/kg 
Maximum value of SAR (measured) = 2.03 W/kg 
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RF Exposure Lab 

 Plot 18 
DUT: Dipole D5GHzV2; Type: D5GHzV2; Serial: D5GHzV2 - SN:1085 
  
Communication System: CW; Frequency: 5750 MHz; Duty Cycle: 1:1 
Medium: HSL3-6GHz; Medium parameters used (interpolated): f = 5750 MHz; σ = 5.36 S/m; εr = 35.36; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/25/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  
Probe: EX3DV4 – SN7531; ConvF(4.78, 4.78, 4.78); Calibrated: 6/3/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn759; Calibrated: 8/14/2019 
Phantom: ELI v5.0; Type: QDOVA002AA; Serial: 1251 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
5750 MHz Head/Verification/Area Scan (7x9x1): Measurement grid: dx=10mm, dy=10mm 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 1.67 W/kg 
 
5750 MHz Head/Verification/Zoom Scan (8x8x15)/Cube 0: Measurement grid: dx=4mm, dy=4mm, dz=2mm 
Reference Value = 12.942 V/m; Power Drift = -0.02 dB 
Peak SAR (extrapolated) = 3.59 W/kg 
SAR(1 g) = 0.823 W/kg; SAR(10 g) = 0.241 W/kg 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 1.86 W/kg 
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RF Exposure Lab 

Plot 1  
DUT: EG 2xx; Type: Wireless TV Video Case; Serial: Eng 1 
  
Communication System: LTE (SC-FDMA, 1 RB, 10 MHz, QPSK); Frequency: 782 MHz; Duty Cycle: 1:1 
Medium: HSL750; Medium parameters used (interpolated): f = 782 MHz; σ = 0.922 S/m; εr = 41.268; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/07/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  

Probe: EX3DV4 - SN3662; ConvF(9.57, 9.57, 9.57); Calibrated: 4/24/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1416; Calibrated: 4/16/2019 
Phantom: ELI v5.0; Type: QDOVA002AA; Serial: 2037 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
750 MHz B13 LTE Short Edge/Ant T3 Left Mid 1 RB 24 Offset/Area Scan (7x5x1): Measurement grid: dx=15mm, 
dy=15mm 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 0.723 W/kg 
 
750 MHz B13 LTE Short Edge/Ant T3 Left Mid 1 RB 24 Offset/Zoom Scan (5x5x7)/Cube 0: Measurement grid: 
dx=8mm, dy=8mm, dz=5mm 
Reference Value = 11.92 V/m; Power Drift = 0.02 dB 
Peak SAR (extrapolated) = 0.846 W/kg 
SAR(1 g) = 0.606 W/kg; SAR(10 g) = 0.423 W/kg 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 0.730 W/kg 
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RF Exposure Lab 

Plot 2  
DUT: EG 2xx; Type: Wireless TV Video Case; Serial: Eng 1 
  
Communication System: LTE (SC-FDMA, 1 RB, 10 MHz, QPSK); Frequency: 707.5 MHz; Duty Cycle: 1:1 
Medium: HSL750; Medium parameters used (interpolated): f = 707.5 MHz; σ = 0.858 S/m; εr = 41.438; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/16/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  

Probe: EX3DV4 - SN3693; ConvF(9.52, 9.52, 9.52); Calibrated: 8/20/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1321; Calibrated: 1/10/2019 
Phantom: ELI v4.0; Type: QDOVA001BB; Serial: 1065 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
750 MHz B12 LTE Long Edge/Ant B2 Back Mid 1 RB 24 Offset/Area Scan (7x5x1): Measurement grid: dx=15mm, 
dy=15mm 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 0.418 W/kg 
 
750 MHz B12 LTE Long Edge/Ant B2 Back Mid 1 RB 24 Offset/Zoom Scan (5x5x7)/Cube 0: Measurement grid: 
dx=8mm, dy=8mm, dz=5mm 
Reference Value = 7.782 V/m; Power Drift = 0.01 dB 
Peak SAR (extrapolated) = 0.516 W/kg 
SAR(1 g) = 0.363 W/kg; SAR(10 g) = 0.249 W/kg 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 0.444 W/kg 
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RF Exposure Lab 

Plot 3 
DUT: EG 2xx; Type: Wireless TV Video Case; Serial: Eng 1 
  
Communication System: LTE (SC-FDMA, 1 RB, 10 MHz, QPSK); Frequency: 793 MHz; Duty Cycle: 1:1 
Medium: HSL750; Medium parameters used (interpolated): f = 793 MHz; σ = 0.92 S/m; εr = 40.938; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/17/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  

Probe: EX3DV4 - SN3693; ConvF(9.52, 9.52, 9.52); Calibrated: 8/20/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1321; Calibrated: 1/10/2019 
Phantom: ELI v4.0; Type: QDOVA001BB; Serial: 1065 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
750 MHz B14 LTE Short Edge/Ant B2 Left Mid 1 RB 49 Offset/Area Scan (7x5x1): Measurement grid: dx=15mm, 
dy=15mm 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 0.556 W/kg 
 
750 MHz B14 LTE Short Edge/Ant B2 Left Mid 1 RB 49 Offset/Zoom Scan (5x5x7)/Cube 0: Measurement grid: 
dx=8mm, dy=8mm, dz=5mm 
Reference Value = 10.76 V/m; Power Drift = 0.03 dB 
Peak SAR (extrapolated) = 0.646 W/kg 
SAR(1 g) = 0.464 W/kg; SAR(10 g) = 0.325 W/kg 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 0.564 W/kg 
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RF Exposure Lab 

Plot 4 
DUT: EG 2xx; Type: Wireless TV Video Case; Serial: Eng 1 
  
Communication System: UMTS (WCDMA); Frequency: 836.6 MHz; Duty Cycle: 1:1 
Medium: HSL835; Medium parameters used (interpolated): f = 836.6 MHz; σ = 0.927 S/m; εr = 41.12; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/17/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  

Probe: EX3DV4 - SN3693; ConvF(9.14, 9.14, 9.14); Calibrated: 8/20/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1321; Calibrated: 1/10/2019 
Phantom: ELI v4.0; Type: QDOVA001BB; Serial: 1065 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
850 MHz B5 WCDMA Long Edge/Ant B2 Back Mid/Area Scan (7x5x1): Measurement grid: dx=15mm, dy=15mm 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 0.580 W/kg 
 
850 MHz B5 WCDMA Long Edge/Ant B2 Back Mid/Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, 
dy=8mm, dz=5mm 
Reference Value = 9.634 V/m; Power Drift = -0.02 dB 
Peak SAR (extrapolated) = 0.721 W/kg 
SAR(1 g) = 0.518 W/kg; SAR(10 g) = 0.354 W/kg 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 0.635 W/kg 
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RF Exposure Lab 

Plot 5 
DUT: EG 2xx; Type: Wireless TV Video Case; Serial: Eng 1 
  
Communication System: LTE (SC-FDMA, 1 RB, 10 MHz, QPSK); Frequency: 831.5 MHz; Duty Cycle: 1:1 
Medium: HSL835; Medium parameters used (interpolated): f = 831.5 MHz; σ = 0.912 S/m; εr = 41.456; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/10/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  

Probe: EX3DV4 - SN3662; ConvF(9.12, 9.12, 9.12); Calibrated: 4/24/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1416; Calibrated: 4/16/2019 
Phantom: ELI v5.0; Type: QDOVA002AA; Serial: 2037 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
850 MHz B26 LTE Long Edge/Ant T4 Front Mid 1 RB 24 Offset/Area Scan (7x5x1): Measurement grid: dx=15mm, 
dy=15mm 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 0.523 W/kg 
 
850 MHz B26 LTE Long Edge/Ant T4 Front Mid 1 RB 24 Offset/Zoom Scan (5x5x7)/Cube 0: Measurement grid: 
dx=8mm, dy=8mm, dz=5mm 
Reference Value = 9.610 V/m; Power Drift = -0.02 dB 
Peak SAR (extrapolated) = 0.676 W/kg 
SAR(1 g) = 0.459 W/kg; SAR(10 g) = 0.302 W/kg 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 0.577 W/kg 
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RF Exposure Lab 

Plot 6 
DUT: EG 2xx; Type: Wireless TV Video Case; Serial: Eng 1 
  
Communication System: UMTS (WCDMA); Frequency: 1712.4 MHz; Duty Cycle: 1:1 
Medium: HSL1750; Medium parameters used (interpolated): f = 1712.4 MHz; σ = 1.392 S/m; εr = 39.685; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/19/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  

Probe: EX3DV4 - SN3693; ConvF(7.97, 7.97, 7.97); Calibrated: 8/20/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1321; Calibrated: 1/10/2019 
Phantom: ELI v4.0; Type: QDOVA001BB; Serial: 1065 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
1750 MHz B4 WCDMA Long Edge/Ant B2 Back Low/Area Scan (7x5x1): Measurement grid: dx=15mm, dy=15mm 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 1.26 W/kg 
 
1750 MHz B4 WCDMA Long Edge/Ant B2 Back Low/Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, 
dy=8mm, dz=5mm 
Reference Value = 10.07 V/m; Power Drift = 0.04 dB 
Peak SAR (extrapolated) = 1.49 W/kg 
SAR(1 g) = 0.965 W/kg; SAR(10 g) = 0.590 W/kg 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 1.19 W/kg 
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RF Exposure Lab 

Plot 7 
DUT: EG 2xx; Type: Wireless TV Video Case; Serial: Eng 1 
  
Communication System: LTE (SC-FDMA, 1 RB, 20 MHz, QPSK); Frequency: 1720 MHz; Duty Cycle: 1:1 
Medium: HSL1750; Medium parameters used: f = 1720 MHz; σ = 1.37 S/m; εr = 39.99; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/15/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  

Probe: EX3DV4 - SN3662; ConvF(8.23, 8.23, 8.23); Calibrated: 4/24/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1416; Calibrated: 4/16/2019 
Phantom: ELI v5.0; Type: QDOVA002AA; Serial: 2037 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
1750 MHz B66 LTE Long Edge/Ant T2 Back Low 1 RB 24 Offset/Area Scan (7x5x1): Measurement grid: 
dx=15mm, dy=15mm 
Maximum value of SAR (measured) = 1.17 W/kg 
 
1750 MHz B66 LTE Long Edge/Ant T2 Back Low 1 RB 24 Offset/Zoom Scan (5x5x7)/Cube 0: Measurement grid: 
dx=8mm, dy=8mm, dz=5mm 
Reference Value = 4.889 V/m; Power Drift = 0.03 dB 
Peak SAR (extrapolated) = 1.45 W/kg 
SAR(1 g) = 0.932 W/kg; SAR(10 g) = 0.561 W/kg 
Maximum value of SAR (measured) = 1.21 W/kg 
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Plot 8 
DUT: EG 2xx; Type: Wireless TV Video Case; Serial: Eng 1 
  
Communication System: UMTS (WCDMA); Frequency: 1852.4 MHz; Duty Cycle: 1:1 
Medium: HSL1900; Medium parameters used (interpolated): f = 1852.4 MHz; σ = 1.382 S/m; εr = 40.425; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/19/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  

Probe: EX3DV4 - SN3662; ConvF(7.9, 7.9, 7.9); Calibrated: 4/24/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1416; Calibrated: 4/16/2019 
Phantom: ELI v5.0; Type: QDOVA002AA; Serial: 2037 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
1900 MHz B2 WCDMA Long Edge/Ant T2 Back Low/Area Scan (7x5x1): Measurement grid: dx=15mm, dy=15mm 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 1.21 W/kg 
 
1900 MHz B2 WCDMA Long Edge/Ant T2 Back Low/Zoom Scan (5x5x7)/Cube 0: Measurement grid: dx=8mm, 
dy=8mm, dz=5mm 
Reference Value = 9.740 V/m; Power Drift = 0.03 dB 
Peak SAR (extrapolated) = 1.60 W/kg 
SAR(1 g) = 1.02 W/kg; SAR(10 g) = 0.603 W/kg 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 1.34 W/kg 
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RF Exposure Lab 

Plot 9 
DUT: EG 2xx; Type: Wireless TV Video Case; Serial: Eng 1 
  
Communication System: LTE (SC-FDMA, 1 RB, 20 MHz, QPSK); Frequency: 1900 MHz; Duty Cycle: 1:1 
Medium: HSL1900; Medium parameters used: f = 1900 MHz; σ = 1.43 S/m; εr = 40.37; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/19/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  

Probe: EX3DV4 - SN3662; ConvF(7.9, 7.9, 7.9); Calibrated: 4/24/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1416; Calibrated: 4/16/2019 
Phantom: ELI v5.0; Type: QDOVA002AA; Serial: 2037 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
1900 MHz B2 LTE Long Edge/Ant T2 Back High 1 RB 24 Offset/Area Scan (7x5x1): Measurement grid: 
dx=15mm, dy=15mm 
Maximum value of SAR (measured) = 1.37 W/kg 
 
1900 MHz B2 LTE Long Edge/Ant T2 Back High 1 RB 24 Offset/Zoom Scan (5x5x7)/Cube 0: Measurement grid: 
dx=8mm, dy=8mm, dz=5mm 
Reference Value = 4.427 V/m; Power Drift = 0.01 dB 
Peak SAR (extrapolated) = 1.72 W/kg 
SAR(1 g) = 1.04 W/kg; SAR(10 g) = 0.603 W/kg 
Maximum value of SAR (measured) = 1.39 W/kg 
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RF Exposure Lab 

Plot 10 
DUT: EG 2xx; Type: Wireless TV Video Case; Serial: Eng 1 
  
Communication System: LTE (SC-FDMA, 1 RB, 20 MHz, QPSK); Frequency: 2535 MHz; Duty Cycle: 1:1 
Medium: HSL2550; Medium parameters used (interpolated): f = 2535 MHz; σ = 1.915 S/m; εr = 38.985; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/23/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  

Probe: EX3DV4 - SN3662; ConvF(7.21, 7.21, 7.21); Calibrated: 4/24/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1416; Calibrated: 4/16/2019 
Phantom: ELI v5.0; Type: QDOVA002AA; Serial: 2037 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
2550 MHz B7 LTE Long Edge/Ant T2 Back Mid 1 RB 49 Offset/Area Scan (10x7x1): Measurement grid: 
dx=10mm, dy=10mm 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 1.56 W/kg 
 
2550 MHz B7 LTE Long Edge/Ant T2 Back Mid 1 RB 49 Offset/Zoom Scan (7x7x7)/Cube 0: Measurement grid: 
dx=5mm, dy=5mm, dz=5mm 
Reference Value = 2.058 V/m; Power Drift = 0.04 dB 
Peak SAR (extrapolated) = 2.13 W/kg 
SAR(1 g) = 1.13 W/kg; SAR(10 g) = 0.588 W/kg 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 1.63 W/kg 
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RF Exposure Lab 

Plot 11 
DUT: EG 2xx; Type: Wireless TV Video Case; Serial: Eng 1 
  
Communication System: LTE (SC-FDMA, 1 RB, 20 MHz, QPSK); Frequency: 2593 MHz; Duty Cycle: 1:1 
Medium: HSL2550; Medium parameters used (interpolated): f = 2593 MHz; σ = 1.963 S/m; εr = 38.887; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/24/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  

Probe: EX3DV4 - SN3693; ConvF(6.73, 6.73, 6.73); Calibrated: 8/20/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1321; Calibrated: 1/10/2019 
Phantom: ELI v4.0; Type: QDOVA001BB; Serial: 1065 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
2550 MHz B41 LTE End/Ant B2 Bottom Mid 1 RB 49 Offset/Area Scan (7x10x1): Measurement grid: dx=10mm, 
dy=10mm 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 0.815 W/kg 
 
2550 MHz B41 LTE End/Ant B2 Bottom Mid 1 RB 49 Offset/Zoom Scan (7x7x7)/Cube 0: Measurement grid: 
dx=5mm, dy=5mm, dz=5mm 
Reference Value = 10.09 V/m; Power Drift = -0.02 dB 
Peak SAR (extrapolated) = 1.00 W/kg 
SAR(1 g) = 0.550 W/kg; SAR(10 g) = 0.285 W/kg 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 0.783 W/kg 
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RF Exposure Lab 

Plot 12 
DUT: EG 2xx; Type: Wireless TV Video Case; Serial: Eng 1 
  
Communication System: LTE (SC-FDMA, 1 RB, 20 MHz, QPSK); Frequency: 3625 MHz; Duty Cycle: 1:1 
Medium: HSL3-6GHz; Medium parameters used (interpolated): f = 3625 MHz; σ = 3.055 S/m; εr = 37.405; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/28/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  

Probe: EX3DV4 - SN3662; ConvF(6.92, 6.92, 6.92); Calibrated: 4/24/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn1416; Calibrated: 4/16/2019 
Phantom: ELI v5.0; Type: QDOVA002AA; Serial: 2037 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
3600 MHz B48 LTE Long Edge/Ant B2 Back Mid 1 RB 49 Offset/Area Scan (10x7x1): Measurement grid: 
dx=10mm, dy=10mm 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 0.314 W/kg 
 
3600 MHz B48 LTE Long Edge/Ant B2 Back Mid 1 RB 49 Offset/Zoom Scan (8x8x8)/Cube 0: Measurement grid: 
dx=4mm, dy=4mm, dz=4mm 
Reference Value = 0 V/m; Power Drift = 0.00 dB 
Peak SAR (extrapolated) = 0.480 W/kg 
SAR(1 g) = 0.211 W/kg; SAR(10 g) = 0.093 W/kg 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 0.329 W/kg 
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Plot 13 
DUT: EG 2xx; Type: Wireless TV Video Case; Serial: Eng 1 
  
Communication System: WiFi 802.11b (DSSS, 1 Mbps); Frequency: 2437 MHz; Duty Cycle: 1:1 
Medium: HSL2450; Medium parameters used (interpolated): f = 2437 MHz; σ = 1.824 S/m; εr = 39.013; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/25/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  

Probe: EX3DV4 - SN7531; ConvF(7.58, 7.58, 7.58); Calibrated: 6/3/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn759; Calibrated: 8/14/2019 
Phantom: ELI v5.0; Type: QDOVA002AA; Serial: 1251 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
2450 MHz/Bottom Tx0 Mid/Area Scan (9x7x1): Measurement grid: dx=10mm, dy=10mm 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 0.904 W/kg 
 
2450 MHz/Bottom Tx0 Mid/Zoom Scan (7x7x7)/Cube 0: Measurement grid: dx=5mm, dy=5mm, dz=5mm 
Reference Value = 19.38 V/m; Power Drift = -0.02 dB 
Peak SAR (extrapolated) = 1.36 W/kg 
SAR(1 g) = 0.737 W/kg; SAR(10 g) = 0.381 W/kg 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 1.05 W/kg 
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Plot 14 
DUT: EG 2xx; Type: Wireless TV Video Case; Serial: Eng 1 
  
Communication System: WiFi 802.11a (OFDM, 6 Mbps); Frequency: 5300 MHz; Duty Cycle: 1:1 
Medium: HSL3-6GHz; Medium parameters used: f = 5300 MHz; σ = 4.86 S/m; εr = 35.87; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/25/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  

Probe: EX3DV4 - SN7531; ConvF(5.24, 5.24, 5.24); Calibrated: 6/3/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn759; Calibrated: 8/14/2019 
Phantom: ELI v5.0; Type: QDOVA002AA; Serial: 1251 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
5200 MHz/Bottom Tx0 60/Area Scan (9x7x1): Measurement grid: dx=10mm, dy=10mm 
Maximum value of SAR (measured) = 0.00347 W/kg 
 
5200 MHz/Bottom Tx0 60/Zoom Scan (7x7x12)/Cube 0: Measurement grid: dx=4mm, dy=4mm, dz=2mm 
Reference Value = 0.2380 V/m; Power Drift = 0.02 dB 
Peak SAR (extrapolated) = 0.0100 W/kg 
SAR(1 g) = 0.00422 W/kg; SAR(10 g) = 0.00158 W/kg 
Maximum value of SAR (measured) = 0.0111 W/kg 
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Plot 15 
DUT: EG 2xx; Type: Wireless TV Video Case; Serial: Eng 1 
  
Communication System: WiFi 802.11a (OFDM, 6 Mbps); Frequency: 5620 MHz; Duty Cycle: 1:1 
Medium: HSL3-6GHz; Medium parameters used: f = 5620 MHz; σ = 5.21 S/m; εr = 35.5; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/25/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  

Probe: EX3DV4 - SN7531; ConvF(4.69, 4.69, 4.69); Calibrated: 6/3/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn759; Calibrated: 8/14/2019 
Phantom: ELI v5.0; Type: QDOVA002AA; Serial: 1251 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
5600 MHz/Bottom Tx0 124/Area Scan (9x7x1): Measurement grid: dx=10mm, dy=10mm 
Maximum value of SAR (measured) = 0.00551 W/kg 
 
5600 MHz/Bottom Tx0 124/Zoom Scan (7x7x12)/Cube 0: Measurement grid: dx=4mm, dy=4mm, dz=2mm 
Reference Value = 1.103 V/m; Power Drift = 0.03 dB 
Peak SAR (extrapolated) = 0.0290 W/kg 
SAR(1 g) = 0.0031 W/kg; SAR(10 g) = 0.00144 W/kg 
Maximum value of SAR (measured) = 0.0140 W/kg 
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RF Exposure Lab 

Plot 16 
DUT: EG 2xx; Type: Wireless TV Video Case; Serial: Eng 1 
  
Communication System: WiFi 802.11a (OFDM, 6 Mbps); Frequency: 5785 MHz; Duty Cycle: 1:1 
Medium: HSL3-6GHz; Medium parameters used (interpolated): f = 5785 MHz; σ = 5.395 S/m; εr = 35.32; ρ = 1000 kg/m3  
Phantom section: Flat Section  
  
Test Date: Date: 10/25/2019; Ambient Temp: 23 °C; Tissue Temp: 21 °C  

Probe: EX3DV4 - SN7531; ConvF(4.78, 4.78, 4.78); Calibrated: 6/3/2019;  
Sensor-Surface: 2mm (Mechanical Surface Detection) 
Electronics: DAE4 Sn759; Calibrated: 8/14/2019 
Phantom: ELI v5.0; Type: QDOVA002AA; Serial: 1251 
Measurement SW: DASY52, Version 52.10 (0); SEMCAD X Version 14.6.10 (7417)  
  
Procedure Notes:  
  
 
5800 MHz/Bottom Tx0 157/Area Scan (9x7x1): Measurement grid: dx=10mm, dy=10mm 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 0.00472 W/kg 
 
5800 MHz/Bottom Tx0 157/Zoom Scan (7x7x12)/Cube 0: Measurement grid: dx=4mm, dy=4mm, dz=2mm 
Reference Value = 0 V/m; Power Drift = 0.00 dB 
Peak SAR (extrapolated) = 0.0250 W/kg 
SAR(1 g) = 0.00271 W/kg; SAR(10 g) = 0.000815 W/kg 
 
Info: Interpolated medium parameters used for SAR evaluation. 
Maximum value of SAR (measured) = 0.0166 W/kg 
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Appendix C – SAR Test Setup Photos 
 

 
Test Configuration Top/Bottom 10 mm Gap 
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Test Configuration Right/Left 10 mm Gap 
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Test Configuration Front/Back 10 mm Gap 
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Front of Device 
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Back of Device 
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Left Side of Device 
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Right Side of Device 
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Top of Device in Carrying Case Opened 
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Bottom of Device in Carrying Case Opened 
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Front of Device in Carrying Case Opened 
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Front of Device in Carrying Case Closed 
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Appendix D – Probe Calibration Data Sheets 
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Appendix E – Dipole Calibration Data Sheets 


























































