
  



  



  



  



  



 



Justification for Extended SAR Dipole Calibrations  

Dipole  
Date of  

Measurement  
Return Loss (dB)  

Delta (%)  
Impedance (ohm)  Delta (ohm)  

Head 
1750MHz  

Apr 14, 2021  -35.1  
0.93  

49.2  
-1.46  

Apr 07, 2022  -35.4  47.7  
Note: The return loss is <-20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior 
calibration. Therefore the verification results meet the requirement of extended calibration.  
  

  
  

  
  



Justification for Extended SAR Dipole Calibrations  

Dipole  
Date of  

Measurement  
Return Loss (dB)  

Delta (%)  
Impedance (ohm)  Delta (ohm)  

Head 
1750MHz  

Apr 14, 2021  -35.1  
-0.72  

49.2  
2.63  

Apr 13, 2023  -34.8  51.8  
Note: The return loss is <-20dB, within 20% of prior calibration; the impedance is within 5 ohm of prior 
calibration. Therefore the verification results meet the requirement of extended calibration.  
  

 
 

 



  




