
 

 SPORTON INTERNATIONAL INC.     

    
    
 

Calibration Certificate of DASY    

    



 

 SPORTON INTERNATIONAL INC.     

    
    
 

Calibration Certificate of DASY    

    



 

 SPORTON INTERNATIONAL INC.     

    
    
 

Calibration Certificate of DASY    

    



 

 SPORTON INTERNATIONAL INC.     

    
    
 

Calibration Certificate of DASY    

    



 

 SPORTON INTERNATIONAL INC.     

    
    
 

Calibration Certificate of DASY    

    



 

 SPORTON INTERNATIONAL INC.     

    
    
 

Calibration Certificate of DASY    

    



 

 SPORTON INTERNATIONAL INC.     

    
    
 

Calibration Certificate of DASY    

    



 

 SPORTON INTERNATIONAL INC.     

    
    
 

Calibration Certificate of DASY    

    



 

 SPORTON INTERNATIONAL INC.     

    
    
 

Calibration Certificate of DASY    

    

 



 
 

 SPORTON INTERNATIONAL INC.     

TEL : 886-3-327-3456    
FAX : 886-3-328-4978    
    
 

 

 

  

 

FCC Test Report   
 

D835V2, serial no. 499 Extended Dipole Calibrations  
Referring to KDB 450824, if dipoles are verified in return loss (<-20dB, within 20% of prior calibration), and in 

impedance (within 5 ohm of prior calibration), the annual calibration is not necessary and the calibration 

interval can be extended. 

<Justification of the extended calibration> 

 

D835V2 – serial no. 499 

  835 Head 835 Body 

Date of 

Measurement 

Return-Loss 

(dB) 

Delta 

(%) 

Real 

Impedance 

(ohm) 

Delta 

(ohm) 

Imaginary 

Impedance 

(ohm) 

Delta 

(ohm) 

Return-Los

s (dB) 

Delta 

(%) 

Real 

Impedance 

(ohm) 

Delta 

(ohm) 

Imaginary 

Impedance 

(ohm) 

Delta 

(ohm) 

3.22.2010   -28.352   52.17   -3.2461   -24.664   50.066   -5.8652   

3.22.2011   -28.323  0.102 51.095  1.075 -3.5773  0.331 -24.665  -0.004  50.685  -0.619  -1.477  -4.388  

Therefore the verification result should support extended calibration.  

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 



 
 

 SPORTON INTERNATIONAL INC.     

TEL : 886-3-327-3456    
FAX : 886-3-328-4978    
    
 

 

 

  

 

FCC Test Report   
 

<Dipole Verification Data> - D835 V2, serial no. 499 (Date of Measurement : 3.22.2011) 

835 MHz - Head 

 




















































































































