QMA TRLP 6.1-350
Version: 1
01.08.2011

Produkte
Products

A TUVRheinland®

Prufbericht - Nr.:
Test Report No.:

15060973 001 Seite 1 von 37
Page 1 of 37

Auftraggeber:
Client:

Andon Health Co.,Ltd
No. 3 Jinping Road, Ya An Street ,Nankai District ,TianJin China

Gegenstand der Prufung:

Test item:

iHealth Wireless Smart Gluco-Monitoring System

Bezeichnung:

BG5L Serien-Nr.: N/A

Identification: ECC ID :ZRYBGSL Serial No.:
IC: 9775A-BG5L
Wareneingangs-Nr.: 154018127 Eingangsdatum: 2013.3.1

Receipt No.: Date of receipt:

Zustand des Prifgegenstandes bei Anlieferung: Test sample(s) is/are not damaged and
Condition of test item at delivery: suitable for testing.

Prifort: 1 TUV Rheinland (Shanghai) Co., Ltd.

Testing location:

1 QuieTek Technology(Suzhou)Co., Ltd.

(Detailed address refer to clause 2.1)

Prifgrundlage:
Test specification:

FCC 47 CFR Part 15, Subpart C, j 15.247
ANSI C63.4-2009

ANSI C63.10-2009

KDB 558074 D01 DTS Meas Guidance v02

Prifergebnis:
Test Result:

Der Prifgegenstand entspricht oben genannter Pri fgrundlage(n).
The test item passed the test specification(s).

Priflaboratorium:
Testing Laboratory:

TUV Rheinland (Shanghai) Co., Ltd.
Building 2, No. 777 Guangzhong Road West, Shanghai 200072, P.R. China

geprift/ tested by:

kontrolliert/ reviewed by:

2013-05-29  Shili / Inspector él«/{ (J 2013-05-29 Jesse Huang / Reviewer JQS“W
Datum Name/Stellung Unterschrift Datum Name/Stellung Unterschrift
Date Name/Position Signature Date Name/Position Signature

Sonstiges/ Other Aspects:

Abkirzungen: P(ass) = entspricht Prifgrundlage Abbreviations: P(ass) = passed
F(ail) = entspricht nicht Prifgrundlage F(ail) = failed
N/A = nicht anwendbar N/A = not applicable
N/T = nicht getestet N/T = not tested

Dieser Prifbericht bezieht sich nur auf das o.g. Prifmuster und darf ohne Genehmigung der Prifstelle nicht
auszugsweise vervielfdtigt werden. Dieser Bericht berechtigt nicht zur Verwendung eines Prifzeichens.
This test report relates to the a. m. test item. Without permission of the test center this test report is not permitted to be
duplicated in extracts. This test report does not entitle to carry any safety mark on this or similar products.
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TEST SUMMARY

3.2.1 VOLTAGE REQUIREMENTS, FCC 15.31(E)
RESULT: PAss

3.2.2 ANTENNA REQUIREMENTS, FCC 15.203, FCC 15.204 AND RSS-GEN 7.1.4
RESULT: Pass

5.1.1 CoNDUCTED OUTPUT POWER, FCC 15.247(B)(3) AND RSS-210 A8.4(2)
RESULT:  PAss

5.1.2 6DB&99% BANDWIDTH, FCC 15.247(A)(2) AND RSS-210 A8.2(A)

5.1.3 POWER SPECTRAL DENSITY (PSD), FCC 15.247(E) AND RSS-210 A8.2
RESULT:  PAss

5.1.4 CONDUCTED SPURIOUS EMISSION, FCC 15.247(D) AND RSS-210 A8.5
RESULT:  PAss

5.1.5 BAND EDGE COMPLIANCE OF RF CONDUCTED EMISSION, FCC 15.247(D) AND

RSS-210 A8.5
RESULT:  PAss

6.1.1 BAND EDGE RADIATED EMissION, FCC 15.205, FCC 15.209, FCC 15.247(D),

RSS-2102.2, RSS-210 2.6 AND RSS-210 A8.5
RESULT: Pass

6.1.2 RADIATED SPURIOUS EMISSION OF TRANSMITTER, FCC 15.205, FCC 15.209, FCC

15.247(D), RSS-210 2.2, RSS-210 2.6 AND RSS-210 A8.5
RESULT: PAss

6.2.1 RADIATED SPURIOUS EMISSION OF RECEIVER, FCC 15.109, RSS-210 2.2, RSS-

210 2.6, RSS-210 A8.5, RSS-GEN 7.2.3.2
RESULT: PAsSs







